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The  National  Bureau  of  Standards'  was  established  by  an  act  of  Congress  on  March  3,  1901. 
The  Bureau's  overall  goal  is  to  strengthen  and  advance  the  Nation's  science  and  technology 
and  facilitate  their  effective  application  for  public  benefit.  To  this  end,  the  Bureau  conducts 
research  and  provides:  (1)  a  basis  for  the  Nation's  physical  measurement  system,  (2)  scientific 
and  technological  services  for  industry  and  government,  (3)  a  technical  basis  for  equity  in 
trade,  and  (4)  technical  services  to  promote  public  safety.  The  Bureau's  technical  work  is  per- 
formed by  the  National  Measurement  Laboratory,  the  National  Engineering  Laboratory,  and 
the  Institute  for  Computer  Sciences  and  Technology. 

THE  NATIONAL  MEASUREMENT  LABORATORY  provides  the  national  system  of 
physical  and  chemical  and  materials  measurement;  coordinates  the  system  with  measurement 
systems  of  other  nations  and  furnishes  essential  services  leading  to  accurate  and  uniform 
physical  and  chemical  measurement  throughout  the  Nation's  scientific  community,  industry, 
and  commerce;  conducts  materials  research  leading  to  improved  methods  of  measurement, 
standards,  and  data  on  the  properties  of  materials  needed  by  industry,  commerce,  educational 
institutions,  and  Government;  provides  advisory  and  research  services  to  other  Government 
agencies;  develops,  produces,  and  distributes  Standard  Reference  Materials;  and  provides 
calibration  services.  The  Laboratory  consists  of  the  following  centers: 

Absolute  Physical  Quantities2  —  Radiation  Research  —  Chemical  Physics  — 
Analytical  Chemistry  —  Materials  Science 

THE  NATIONAL  ENGINEERING  LABORATORY  provides  technology  and  technical  ser- 
vices to  the  public  and  private  sectors  to  address  national  needs  and  to  solve  national 
problems;  conducts  research  in  engineering  and  applied  science  in  support  of  these  efforts; 
builds  and  maintains  competence  in  the  necessary  disciplines  required  to  carry  out  this 
research  and  technical  service;  develops  engineering  data  and  measurement  capabilities; 
provides  engineering  measurement  traceability  services;  develops  test  methods  and  proposes 
engineering  standards  and  code  changes;  develops  and  proposes  new  engineering  practices; 
and  develops  and  improves  mechanisms  to  transfer  results  of  its  research  to  the  ultimate  user. 
The  Laboratory  consists  of  the  following  centers: 

Applied  Mathematics  —  Electronics  and  Electrical  Engineering2  —  Manufacturing 
Engineering  —  Building  Technology  —  Fire  Research  —  Chemical  Engineering2 

THE  INSTITUTE  FOR  COMPUTER  SCIENCES  AND  TECHNOLOGY  conducts 
research  and  provides  scientific  and  technical  services  to  aid  Federal  agencies  in  the  selection, 
acquisition,  application,  and  use  of  computer  technology  to  improve  effectiveness  and 
economy  in  Government  operations  in  accordance  with  Public  Law  89-306  (40  U.S.C.  759), 
relevant  Executive  Orders,  and  other  directives;  carries  out  this  mission  by  managing  the 
Federal  Information  Processing  Standards  Program,  developing  Federal  ADP  standards 
guidelines,  and  managing  Federal  participation  in  ADP  voluntary  standardization  activities; 
provides  scientific  and  technological  advisory  services  and  assistance  to  Federal  agencies;  and 
provides  the  technical  foundation  for  computer-related  policies  of  the  Federal  Government. 
The  Institute  consists  of  the  following  centers: 

Programming  Science  and  Technology  —  Computer  Systems  Engineering. 

'Headquarters  and  Laboratories  at  Gaithersburg,  MD,  unless  otherwise  noted; 

mailing  address  Washington,  DC    20234. 

2Some  divisions  within  the  center  are  located  at  Boulder,  CO    80303. 
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PREFACE 

Preparation  of  the  NBS  Self-Study  Manual  on  Optical  Radiation  Measurements  is  an  impor- 
tant part  of  our  effort  to  meet  the  needs  of  the  National  Measurement  System  with  respect  to 
the  measurement  of  optical  electromagnetic  radiation.  Significant  needs  exist  for  measure- 
ments with  uncertainties  of  about  one  percent,  but  the  uncertainties  actually  achieved  are 
often  5  to  10  percent,  or  even  more.  These  relatively  poor  accuracies,  as  compared  to 
those  in  many  other  types  of  physical  measurements,  result  to  a  great  extent  from  the  multi- 
dimensional character  of  optical  radiation;  radiant  power  is  distributed  and  may  vary  with 
position,  direction,  wavelength,  polarization,  and  time.  Measurement  results  are  also 
affected  by  various  instrumental  and  environmental  parameters.  In  addition,  many  of  those 
who  make  measurements  of  optical  radiation  have  little  or  no  training  or  experience  in  this 
field  and  are  limited  in  the  amount  of  time  they  can  devote  to  acquiring  the  needed  infor- 
mation, understanding,  and  proficiency  with  measurement  techniques.  Moreover,  there  are  few 
schools  that  offer  courses  in  radiometry,  and  there  are  almost  no  adequate  texts  or  refer- 
ences dealing  with  this  entire  subject. 

The  idea  of  producing  a  Self-Study  Manual  at  NBS  to  try  to  fill  some  of  this  void  was 
developed  by  one  of  us  (HJK)  in  the  latter  part  of  1973.  Detailed  planning  got  under  way  in 
the  summer  of  1974  when  a  full-time  Editor  (FEN)  was  appointed.  The  first  nine  chapters  were 
published  in  a  series  of  four  NBS  Technical  Notes  (910-  series)  up  to  June  1979.  However, 
subsequent  progress  was  slowed  by  administrative  uncertainties  and  problems  that  affected  the 
availability  of  authors,  causing  several  changes  in  scheduling,  and  that  finally  ended  all 
direct  NBS  funding  for  the  Project  on  September  30,  1979.  Welcome  transfers  of  funds  from  a 
number  of  other  federal  agencies  were  obtained  to  carry  the  Project  to  September  30,  1980, 
with  the  hope  that  it  could  then  be  restored  to  the  NBS  budget.  When  that  failed  to  materi- 
alize, outside  funding  was  again  obtained  to  September  30,  1981  (through  FY  81). 

Meanwhile  the  Program  Director  (HJK)  retired  at  the  end  of  May  1981,  and  the  Editor 
(FEN)  on  September  29,  1981.  However,  remaining  FY  81  funds  were  used  for  a  grant  to  Catholic 
University  of  America  (CUA),  with  whom  NBS  negotiated  a  cooperative  agreement  under  which  CUA 
hired  the  full-time  Editor  (FEN)  who  continues,  as  before,  at  NBS  (same  address  and  telephone), 
working  closely  with  the  new  Project  Head  (JBS)  there.  CUA  is  also  engaging  the  services  of 
three  other  former  NBS  employees:  Dr.  Kostkowski  as  part-time  consultant  throughout  the 
Project  and  as  author  or  co-author  of  one  or  two  more  chapters,  Mr.  Richmond  as  author  or  co- 
author of  two  more  chapters,  and  Dr.  Venable  as  author  of  one  more  chapter,  as  outlined  in 
more  detail  below. 

Our  aim  for  the  entire  Manual  has  been  to  provide  a  comprehensive  tutorial  treatment 
that  is  complete  enough  for  self  instruction.  That  is  what  is  meant  in  the  title  by  "self- 
study";  the  Manual  does  not  contain  explicitly  programmed  learning  steps  as  that  term  often 
connotes.  In  addition,  through  detailed,  yet  concise,  chapter  summaries,  the  Manual  is 
designed  to  serve  also  as  a  convenient  reference  source.  Those  already  familiar  with  a  topic 
should  turn  immediately  to  the  summary  at  the  end  of  the  appropriate  chapter.  They  can 
determine  from  that  summary  what,  if  any,  of  the  body  of  the  chapter  they  want  to  read  for 
more  details. 

The  material  in  the  Manual  is  presented  at  the  level  of  a  college  graduate  in  science  or 
engineering,  but  even  for  those  with  facility  in  college  mathematics  and  a  first  course  in 
physics,  it's  not  at  all  easy  reading  in  spite  of  our  best  efforts  at  clarity  and  simplicity. 
This  is  an  unavoidable  result  of  the  primary  aim  ("to  make  one-percent  measurements  common- 
place") coupled  with  the  fact  that  it  must  serve  the  needs  of  so  many  different  fields, 
including  astronomy  and  astrophysics,  mechanical  heat-transfer  engineering,  illumination 
engineering,  photometry,  meteorology,  photo-biology  and  photo-chemistry,  optical  pyrometry, 
remote  sensing,  military  infrared  applications,  etc. 

Apparently  it  is  very  difficult  for  those  who  have  not  been  directly  involved  to  realize 
the  full  implications  of  the  situation  just  discussed.  Each  of  us  tends  to  think  of  radiom- 
etry and  radiometric  measurements  in  terms  of  our  own  immediate  experiences  and  requirements. 
What  each  of  us  would  like  to  have  is  a  set  of  simple,  carefully  designed  procedures  for 
making  our  own  particular  measurements,  with  appropriate  cautions  concerning  likely  sources 
of  error.  However,  the  next  reader  wants  the  same  thing,  but  for  entively  different   meas- 
urements. The  desired  radiometric  quantities  to  be  measured  are  different,  the  instrumenta- 
tion is  different,  the  ambient  conditions  are  different  --  the  possible  ways  in  which  signif- 
icant differences  may  exist,  in  terms  of  the  radiation  parameters  (position,  direction, 
spectrum,  time  or  frequency  of  modulation  or  fluctuation,  and  polarization)  as  well  as 
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instrumental  and  environmental  parameters,  are  so  numerous  that  any  attempt  to  cover  them  all 
with  a  "cookbook"  treatment  of  specific  measurement  procedures  would  be  impossibly  unwieldy 
and  could  never  be  completed  within  any  conceivable  budget  limitations  short  of  utopia.  The 
only  way  in  which  we  can  hope  to  effectively  assist  every   reader  who  needs  to  make  one- 
percent  measurements  is  to  provide  you,  the  reader,  with  material  which,  with  sufficient 
effort  on  your  part,   will  help  you  to  develop  sufficient  understanding  and  grasp  of  basic 
principles  to  solve  your  own  particular  measurement  problems.  That's  why  we  have  concen- 
trated on  the  basic  material  of  Part  I--Concepts  and  why  it  is  not  easy  reading. 

As  an  exception,  we  have  published,  in  NBS  TN  910-5,  just  one  chapter  of  Part  Ill- 
Applications  (see  list  of  chapters,  past,  present  and  future,  below).  It  gives  a  detailed 
account  of  some  very   difficult  high-accuracy  field  measurements  of  ultraviolet  solar  ter- 
restrial spectral  irradiance,  with  frequent  references  to  applicable  portions  of  the  earlier 
chapters  of  Part  I--Concepts  to  illustrate  how  they  can  be  used  to  achieve  improved  measure- 
ment results.  It  also  illustrates  clearly  the  complexities  of  such  high-accuracy  measure- 
ments that  make  it  impossible  for  anyone  other  than  you  yourself  to  determine  the  details  of 
how  best  to  make  your  particular  measurements  with  your  particular  instruments  and  constraints 
and  for  your  particular  objectives. 

In  NBS  TN  910-6,  we  returned  to  Part  I-Concepts  with  a  chapter  on  coherence,  that,  like 
Chapter  6  on  polarization,  attempts  to  present  the  subject  as  it  pertains  to  radiometric 
measurements.  There  are  many  interesting  and  highly  important  features  of  coherence  phenomena, 
as  well  as  of  polarization  phenomena.  However,  we  are  not  concerned  with  them  here,  as  such, 
but  only  to  the  extent  that  they  affect  the  measurement  of  the  flow  of  power  or  flux  in  a 
beam  of  electromagnetic  optical  radiation.  This  Technical  Note  910-6,  with  Chapter  10  of 
Part  I--Concepts,  is  the  first  departure  from  classical  (geometrical-  or  ray-optics)  radiom- 
etry  in  this  Manual.  From  the  beginning,  due  primarily  to  the  rapid  growth  in  the  use  of 
lasers,  there  has  been  a  clear  and  increasingly  urgent  need  for  a  treatment  of  the  radiometry 
of  coherent  radiation,  where  geometrical  (ray)  optics  is  often  an  inadequate  approximation. 
However,  when  Dr.  Shumaker  started,  almost  three  years  earlier,  to  look  into  the  possibility 
of  writing  a  chapter  on  coherence  in  radiometry,  it  was  still  not  clear  whether  the  basic 
theory  on  which  this  chapter  could  be  based  had  been  developed  sufficiently  to  make  it 
feasible.  Fortunately,  the  recent  rapid  progress  in  this  area  did  take  place  and  we  were 
delighted  to  be  able,  at  last,  to  respond  to  a  number  of  repeated  requests  for  the  material 
in  this  chapter. 

Now,  in  this  Technical  Note  910-7  with  Chapter  11  of  Part  I--Concepts  (on  Linearity 
Considerations  and  Calibrations),  we  look  more  closely  at  another  way  in  which  the  output 
from  a  real  radiometric  instrument  may  depart  from  the  assumptions  we  have  been  making.  So 
far  in  this  Manual,  we  have  assumed  linearity  (responsivity  that  does  not  vary  with  the  level 
or  amount  of  the  incident  radiometric  quantity)  but  the  output  from  real  instruments  will 
depart  from  linearity  to  varying  degrees  and  in  some  cases  they  are  deliberately  made  non- 
linear, e.g.,  with  logarithimic  response  to  cover  a  wider  dynamic  range  without  range  switch- 
ing. A  thorough,  comprehensive  analysis  is  presented  that  shows  how  the  results  of  a  variety 
of  linearity  calibration  measurements  can  be  used  to  establish  or  determine  an  instrument 
response  function  f(S')  that  transforms  the  actual  (non-linear)  output  S'  to  a  linearized 
output  Y  which,  except  for  a  possible  scale  factor,  is  equivalent  to  the  linear  output  S 
that  appears  in  all  of  our  earlier  equations,  particularly  in  the  measurement  equation,  first 
introduced  in  Chapter  5. 

The  basic  approach  and  focal  point  of  the  treatment  in  this  Manual  is  this  measurement 
equation,  first  introduced  in  detail  but  limited  to  the  radiation  parameters  of  position, 
direction,  and  spectrum,  in  Chapter  5.  We  believe  that  every   measurement  problem  should  be 
addressed  with  such  an  equation,  relating  the  quantity  desired  to  the  data  obtained,  through 
a  detailed  characterization  of  the  instruments  used  and  the  radiation  field  observed,  in 
terms  of  all  of  the  relevant  parameters.  These  parameters  always  include  the  radiation 
parameters  (listed  above),  as  well  as  environmental  and  instrumental  parameters  peculiar  to 
each  measurement  configuration.  The  objective  of  the  Manual  is  to  develop  the  basic  concepts 
required  so  that  the  reader  will  be  able  to  use  this  measurement-equation  approach.  It  is 
our  belief  that  this  is  the  only  way  that  uncertainties  in  the  measurement  of  optical  radia- 
tion can  generally  be  limited  to  one,  or  at  most  a  few,  percent. 

The  original,  overall  plan  for  the  Manual  organized  it  into  three  Parts:  Part  I-- 
Concepts,  Part  II— Instrumentation,  and  Part  III— Applications.  That  was  our  rather  ambi- 
tious plan  when  we  started  out;  limitations  of  support  and  available  resources,  particularly 
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available  authors,  have  determined  how  much,  or  how  little,  we  could  accomplish.  So  far,  as 
indicated  above,  we  have  concentrated  on  Part  I--Concepts.  The  Part  I  chapters  already 
published  are: 

1.  Introduction,  by  F.  E.  Nicodemus,  H.  J.  Kostkowski,  and  A.  T.  Hattenburg 

2.  Distribution  of  Optical  Radiation  with  Respect  to  Position  and 

Direction—Radiance,  by  F.  E.  Nicodemus  and  H.  J.  Kostkowski 

3.  Spectral  Distribution  of  Optical  Radiation,  by  F.  E.  Nicodemus 

and  H.  J.  Kostkowski 

4.  More  on  the  Distribution  of  Optical  Radiation  with  Respect  to 

Position  and  Direction,  by  Fred  E.  Nicodemus 

5.  An  Introduction  to  the  Measurement  Equation,  by  Henry  J.  Kostkowski 

and  Fred  E.  Nicodemus 

6.  Distribution  of  Optical  Radiation  with  Respect  to  Polarization, 

by  John  B.  Shumaker 

7.  The  Relative  Spectral  Responsivity  and  Slit-Scattering  Function 

of  a  Spectroradiometer,  by  Henry  J.  Kostkowski 

8.  Deconvolution,  by  John  B.  Shumaker 

9.  Physically  Defining  Measurement-Beam  Geometry  by  Using  Opaque 

Barriers,  by  Fred  E.  Nicodemus. 

Chapters  1,  2,  and  3  were  in  TN  910-1;  4  and  5  in  TN  910-2;  6  in  TN  910-3;  and  7,  8,  and  9  in 
TN  910-4.  Now  published,  as  mentioned  above,  is  TN  910-5  with  Part  1 1 1 --Appl i  cations : 

Chapter  1.  Measurement  of  Solar  Terrestrial  Spectral  Irradiance  in  the 

Ozone  Cut-Off  Region,  by  Henry  J.  Kostkowski,  Robert  D.  Saunders, 
John  F.  Ward,  Charles  H.  Popenoe,  and  A.E.S.  Green. 

In  TN  910-6,  we  returned  to  Part  I--Concepts: 

10.  Introduction  to  Coherence  in  Radiometry,  by  John  B.  Shumaker, 
followed  by  TN  910-7  (the  present  volume): 

11.  Linearity  Considerations  and  Calibrations,  by  John  B.  Shumaker. 

We  are  now  fully  funded  for  FY  84  (to  9/30/84)  to  continue  the  current  arrangements  with 
Catholic  University  of  America,  as  described  above,  in  order  to  complete  Part  I--Concepts, 
for  which  the  following  chapters  still  remain  to  be  completed: 

Distribution  of  Optical  Radiation  with  Respect  to  Time, 
by  Fred  E.  Nicodemus 

Spectrophotometry,  by  William  H.  Venable,  Jr. 

Blackbody  Radiation  and  Temperature  Scales,  by  Joseph  C.  Richmond 

Physical  Photometry  by  A.  T.  Hattenburg  and/or  Fred  E.  Nicodemus 

Thermal  Radiation  Properties  of  Matter,  by  Joseph  C.  Richmond. 

Finally,  as  stated  above,  the  measurement-equation  approach  is  central  to  the  entire  Manual. 
Accordingly,  the  material  presented  in  each  chapter  needs  to  be  related  to  the  approach 
introduced  in  Chapter  5.  Depending  on  how  well  this  is  accomplished  in  each  chapter,  there 
may  be  need  at  the  end  to  have  a  final  summary  chapter  for  this  purpose,  tying  up  loose  ends 
and  putting  the  whole  Part  I  into  perspective.  Also,  examples  of  various  categories  of 
environmental  and  instrumental  parameters  and  their  significance  could  be  usefully  presented 
and  discussed.  But  it's  too  soon  to  evaluate  this  need  at  present. 


Incidentally,  in  preparing  material  for  the  Manual,  we  have  had  the  pleasure  of  redis- 
covering the  fact  that  the  best  way  to  learn  anything  is  to  try  to  teach  it  to  someone  else. 
The  exercise  of  preparing  tutorial  material  for  such  wide  general  application  has  required  us 
to  analyze  our  own  measurement  activities  in  a  different  way,  broadening  our  understanding 
and  resulting  in  improved  methods  and  more  accurate  results.  Note  that  all  references  to 
measurement  accuracy  or  uncertainty  in  this  preface  are  concerned  not  only  with  precision 
(relating  to  the  repeatability  of  measurement  results)  but  also  with  accuracy  (relating  to 
agreement  with  the  "truth"  which,  while  unknowable  in  the  last  analysis,  is  approximated  by 
analyses  and  estimates  based  on  the  widest  possible  experience,  including  agreement  with 
measurements  of  the  same  quantities  by  others,  particularly  when  they  have  used  different 
instrumentation  and  methods  of  measurement). 
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SELF-STUDY  MANUAL  on  OPTICAL  RADIATION  MEASUREMENTS 


Part  I.   Concepts 

This  is  the  seventh  in  a  series  of  Technical  Notes  (910-)  entitled  "Self-Study 
Manual  on  Optical  Radiation  Measurements".   It  contains  Chapter  11  of  Part  I  of  this 
Manual.  Additional  chapters  will  continue  to  be  published,  similarly,  as  they  are 
completed.  The  Manual  is  a  comprehensive  tutorial  treatment  of  the  measurement  of 
optical  radiation  that  is  complete  enough  for  self  instruction.  Detailed  chapter 
summaries  make  it  also  a  convenient  authoritative  reference  source. 

In  this  chapter  we  review  the  radiometric  treatment  of  a  non-linear  radiometer. 
The  emphasis  is  on  the  underlying  radiometric  principles  and  the  experimental  eval- 
uation of  a  true  response  function  so  that  such  "real"  radiometer-output  signals 
can  be  used  in  the  idealized  equations  appropriate  for  linear  radiometers.  Several 
common  techniques  are  discussed:  beam  addition,  beam  attenuation,  the  inverse- 
square  law,  and  a  number  of  other  techniques  in  which  non-radiometric  measurements 
provide  some  or  all  of  the  basis  for  the  response-function  calibration.  Many 
references  are  given;  they  should  permit  the  reader  to  pursue  the  experimental 
details  of  any  of  the  techniques  in  greater  depth. 

Key  Words:      linearity;  non-linearity;  optical  radiation;  radiometric  calibration; 
radiometry. 

Chapter  11.   Linearity  Considerations  and  Calibrations 

by  John  B.  Shumaker 

In  this  CHAPTER.   We  discuss  the  radiometric  treatment  of  a  radiometer  whose  output  is  not  necessarily 
proportional  to  the  incident  flux.  The  emphasis  is  on  the  underlying  radiometric  principles  and  the 
experimental  evaluation  of  a  true  response  function  so  that  such  "real"  radiometer-output  signals  can 
be  used  in  the  idealized  equations  of  earlier  chapters.  We  begin  with  an  introduction  which  starts 
with  the  measurement  equation,  reviewing  how  it  is  related  to  desired  radiometric  quantities,  such  as 
spectral  irradiance,  and  showing  how  it  simplifies  to  the  intuitive  measurement  relationships  we 
usually  use.  We  then  examine  how  detector  non-linearity  complicates  matters  and  introduce  the  idea  of 
a  linearized  radiometer  output  signal  Y  (which  is  equivalent  to  the  linear  output  signal  S  of 
earlier  chapters)  and  the  concept  of  the  radiometric  response  function  which  relates  Y  to  the  actual 
(non-linear)  instrument  output  signal  S'.   Finally,  after  these  preliminaries,  we  come  to  the  main 
theme  of  the  chapter  where  we  assume  that  the  response  function  relationship  can  be  expressed  in  the 
form  of  a  polynomial  or  other  appropriate  function  involving  a  small  number  of  unknown  coefficients. 
The  remainder  of  the  chapter  is  devoted  to  illustrating  how  these  coefficients  can  be  determined. 
Several  common  techniques  are  discussed:  beam  addition,  beam  attenuation,  the  inverse-square  law  and 
a  number  of  other  techniques  in  which  non-radiometric  measurements  provide  some  or  all  of  the  basis 
for  the  response-function  calibration.  Many  references  are  given;  they  should  permit  the  reader  to 
pursue  the  experimental  details  of  any  of  the  techniques  in  greater  depth. 

INTRODUCTION.   In  Chapter  5  [11. 1]1  we  introduced  the  measurement  equation  which  relates  the  output 
signal  of  a  radiometer  to  the  distribution  of  radiant  power  entering  the  radiometer.  This  equation  in 
its  most  general  form  is  (see  eq.  (6.36)  [11,2]) 


figures  in  brackets  indicate  literature  references  listed  at  the  end  of  this  Technical  Note. 
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S  =  /  /  /  /  (R00-LA0+R01-Lxl+R02-Lx2+R03-Lx3)-cose.dW-dA.dt.dX/At 
where  the  L, .  are  the  Stokes  polarization  components  of  the  spectral  radiance  at  the  entrance  of  the 

Al 

radiometer,  the  R~.  are  the  first  row  Mueller  matrix  elements  of  the  radiometer  flux  responsivity,  and 
S  is  the  generated  output  signal  (e.g.  volts  or  centimeters  of  displacement  on  a  strip  chart  recording). 
The  integrations  are  over  all  the  radiation  parameters,  x,  y,  6,  cf>,  t,  and  A,  in  which  the  radiant 
beam  is  limited  by  the  radiometer  acceptance  intervals:  entrance  pupil  or  receiving  aperture  AA, 
acceptance  solid  angle  Aco,  duration1  of  measurement  At,  and  spectral  pass  band  AA.  Hereafter  we 
will  abbreviate  the  measurement  equation  as 

S  =/.../  R-Lx'dx-...-dt-dX/At  [S]  (11.1) 

where  it  is  to  be  understood  that  the  multiple  integral  covers  all  appropriate  variables  mentioned  above 
and  moreover  that  one  of  the  integrations  is  to  be  interpreted  as  a  sum  over  the  four  Stokes  components 
[11.2].  The  flux  responsivity  R  and  spectral  radiance  L,  are,  in  general,  functions  of  all  these 
variables  of  integration.   If  spectral  radiance  is  not  the  radiometric  quantity  of  interest,  we  can 
group  the  integrations  over  some  of  the  variables  to  produce  an  approximation  to  the  desired  quantity. 
For  example,  if  spectral  irradiance  is  desired,  we  first  define  a  mean  spectral  irradiance  by 

E,  =  [/  R-dEj/R  =  [/  R-L-cose-dw]/R  [W-m~2-nm_1] 

X  Ao)    X       Ao)   A 

where  R  =   [/  R-cos9-doj]/7r     [S-W-1]. 

Aofl 

Then,  in  terms  of  these  quantities,  the  measurement  equation  becomes 

S  =  /.../  R-Ex'»dx-...»dt-dX/At  [S]  (11.2) 

where  the  integrals  no  longer  include  the  directional  variables.  Now,  if  R  is  truly  independent  of 
direction,  we  will  have  R  =  R  and  E,  =  E,,  and  the  instrument  will  correctly  measure  spectral  irrad- 
iance. If  R  is  somewhat  directionally  dependent,  then  only  the  weighted  mean  spectral  irradiance  E^ 


*No  real  measuring  instrument  or  system  responds  with  perfect  time  resolution  to  the  instantaneous  value 
of  the  incident  radiometric  quantity  but  rather  to  an  average  value  of  that  quantity  over  some  period 
At  [s]  that  is  a  measure  of  its  time-resolution  capability.  We  indicate  this  rather  crudely  here  by 
the  notation 

S(t)   =  /  R-L(t)-dt/At  [S]. 

At   X 

It  will  be  seen  in  the  chapter  on  the  distribution  of  optical  radiation  with  respect  to  time  that  the 
true  expression  is  a  convolution  integral  with  a  weighting-function  responsivity  that  accounts  for  the 
dynamics  of  the  contributions  to  S(t)  of  the  incident  L,(t),  at  all  earlier  times  t[s],  as  a 
function  of  the  elapsed  time  (t  -  t)  [s]. 


can  be  measured  and,  unless  some  further  independent  information  is  available  about  the  angular  distri- 
bution of  the  field,  this  is  the  best  that  can  be  obtained  from  such  an  instrument.  We  notice  that 
measurement  equation  (11.2)  is  still  of  the  same  form  as  eq.  (11.1)  --  only  the  names  have  been  changed 
and  some  of  the  variables  of  integration  have  been  suppressed.  Thus,  we  can  consider  eq.  (11.1)  to  be 
representative  of  the  measurement  equation  for  any  radiometric  quantity  and,  although  we  shall  continue 
to  write  L,  and  speak  of  spectral  radiance,  our  discussion  will  apply  to  any  radiometric  quantity  and 
it  is  understood  that  the  variables  of  integration  are  limited  to  those  appropriate  to  the  quantity  in 
question. 

The  measurement  equation  [eq.  (11.1)]  is  an  integral  equation  which  cannot  be  solved  for  the 
radiometric  quantity  of  interest  L,  unless,  as  we  saw  in  Chapter  5  [11.1],  at  least  the  relative 
dependence  of  both  R  and  L,  upon  the  variables  x,  .  .  .  ,A  is  known.  However,  we  can  formally 
define  an  average  spectral  radiance  and  an  average  responsivity  by: 

<LX>  =/.../  R-L  -dx.....dx/(<R>«0)  [W-nT^sr^-nnf1]  (11.3) 

and  <R>  =  /.../  R-dx- . . . -dA/0  [S-W-1]  (11.4) 

where  0  =  /.../  dx*..."dA  [m  -sr-s-nm]  is  a  generalized  throughput  for  the  radiometer.  Then  we  can 
solve  eq.  (11.1)  to  give 

<LA>  =  S-At/(<R>-@)  [W-m~Z-sr~1-nnf1].  (11.5) 

Usually,  for  a  well-designed  radiometer,  the  responsivity  can  be  approximated  by  a  function  which  is 
nearly  constant  over  a  small  range  of  most  of  the  variables  and  drops  abruptly  to  zero  outside  this 
range.  When  this  is  true,  we  can  write 

<R>  «  R  [S-W"1] 

and  <L,  >«7...f  L,dx-...*dX/8  [W-m"2-sr_1 -nm"1] 

A    Ax  AA  X 

where  R  is  this  constant  responsivity  within  the  small  ranges  Ax,  ...,  AA  which  we  have  called  the 
acceptance  intervals  of  the  radiometer.  With  this  approximation,  eq.  (11.5)  becomes 

<LX>  ~  S-At/(R-@)  [W-m"2-sr_1-nin"'].  (11.6) 

If  the  acceptance  intervals  are   small  enough  that  L,  can  also  be  assumed  constant,  then  <L,)  ^U. 

NON-LINEARITY  and  the  RADIOMETER  RESPONSE  FUNCTION.   We  now  turn  to  the  complications  which  arise  if 
the  responsivity  is  non-linear,  that  is,  if  it  depends  upon  the  magnitude  of  incident  spectral  radiance 
L,   (or  other  appropriate  radiometric  quantity).  Let  us  consider  in  a  general  way  the  production  of  a 


signal1  S'  by  a  radiometer  exposed  to  a  field  of  spectral  radiance  L.  We  will  not  be  overly  careful 
about  this;  the  object  is  merely  to  obtain  an  idea  of  the  way  in  which  the  various  undesirable  contribu- 
tions to  the  signal,  such  as  dark  current  and  unintentional  non-linearities,  might  arise  in  the  output. 
Somewhere  within  the  instrument  the  photons  are  absorbed  and  converted  (by  a  transducer  or  detector)  to 
some  other  kind  of  signal,  usually  electronic,  such  as  electric  current  or  a  countable  pulse  train.  To 
be  definite,  let  us  assume  it's  an  electric  current.  This  current  is  then  subsequently  amplified, 
perhaps,  and  displayed  or  recorded.  At  the  place  in  the  instrument  where  the  conversion  from  radiant 
flux  to  current  has  taken  place,  the  current  will  contain  a  contribution  due  to  the  spectral  radiance  of 
interest  given  by 

/.../  R°-L,rdx;...*dX/At 

where  the  responsivity  R  (x,...,A)  includes  the  transmittance  of  instrumental  optical  components  and 
the  efficiency  of  the  transducer  conversion  but  is  independent  of  L,.  There  may  be  other  contribu- 
tions --  non-linear  contributions  --  dependent  upon  the  magnitude  of  L,  and,  additionally,  there  may 
be  contributions  to  the  current  here  from  thermal  emission,  gamma  rays,  light  beams  in  the  environment 
other  than  the  one  of  interest  (background  radiation),  and  probably  other  things  that  we  haven't  thought 
of.  We  will  lump  all  these  together  into  a  contribution 

n(AA,...,AA,LA) 

which,  as  indicated,  may  depend  in  an  arbitrary  way  upon  all  of  the  radiometer  acceptance  intervals  and 
upon  the  measured  field  itself.  The  sum  of  these  two  contributions  is  the  converted  intermediate 
signal  which  is  then  processed  and  displayed  by,  for  example,  an  amplifier  and  recorder,  to  yield  the 
final  output.  Let  us  write  this  final  transformation  as 

S'  =  G[/...J  R°.LA-dx-...-dA/At  +  n(AA,...,AX,LA)]  (11.7) 

where  G(u)  is  some  function  which  describes  what  the  amplifier  and  display  or  recorder  do  to  that 
intermediate  current.  For  an  ideal  linear  amplifier  G(u)  will  simply  be  g«u  but,  more  generally, 
we  can  include  logarithmic  amplification  G(u)  =  g-log(u)  or  other  non-linear  transformation  of  the 
intermediate  photocurrent.  The  quantity  closest  to  our  interest  is  the  multiple  integral  buried  in  eq. 
(11.7).  We  can  formally  solve  for  it  as 

/.../  R°.Lx-dx-...-dX/At  =  G_1(S') -n(AA,...,AX,LA)  (11.8) 

where  G  (S1)  is  just  the  mathematical  inverse  of  function  G(u),  whatever  it  may  be.  That  is,  if 
S1  =  G(u)  then  u  =  G_1(S'). 


*We  will  hereafter  use  the  symbol  S'  for  an  output  signal  which  may  not  be  linearly  related  to  the 
radiometric  field.   In  this  way  the  earlier  equations  in  S,  in  which  linearity  was  assumed,  are 
distinguished  from  the  present  more  general  equations. 


If  everything  on  the  right  of  eq.  (11.8)  were  known,  this  would  pretty  much  be  the  equivalent  of 
eq.  (11.1).   In  principle,  G(u)  could  be  measured  quite  accurately,  since  this  is  just  an  electronic 
problem,  but  the  function  n  is  almost  unknowable.  However,  if  we  can  ignore  the  dependence  of  n  on 
other  quantities  and  consider  it  a  function  of  S'  alone,  then,  as  we  shall  see,  the  treatment  of  non- 
linearity  becomes  quite  tractable.  The  consequence  of  this  approach  is,  of  course,  that,  since  n  is 
probably  also  dependent  upon  the  acceptance  intervals  of  the  radiometer,  a  recal ibration  to  re-establish 
or  reconfirm  n  is  required  each  time  that  an  acceptance  interval  is  changed.  Normally,  one  expects 
to  have  to  perform  a  limited  recalibration  anyway  whenever  an  acceptance  interval,  such  as  spectral 
pass  band  or  duration  of  measurement,  is  changed,  so  this  is  not  of  much  significance.  If  n  is 
assumed  to  depend  upon  S1   instead  of  upon  the  field  distribution  !_,,  this  means  that  it  depends 
upon  some  kind  of  average  of  L,  over  the  acceptance  intervals  of  the  radiometer,  since  this  is,  after 
all,  what  uniquely  determines  S',  we  hope.  This  will  be  correct  if  L,  is  uniform  over  the  accept- 
ance intervals.  Otherwise  errors  may  be  introduced  by  this  assumption.  Thus,  if  the  detector  saturates 
in  one  small  portion  of  its  area  or  during  a  portion  of  the  measurement  time,  our  treatment  will  fail. 
Whether  non-uniformity  of  the  spectral  radiance  over  some  acceptance  interval  will  cause  such  diffi- 
culties or  not  will  depend  upon  details  of  the  radiometer  construction  --  where  in  the  signal  processing 
the  non-linearity  originates  (in  the  function  n  or  the  function  G),  what  detector  is  used,  where 
diffusers  or  lenses  are  located,  etc.  For  example,  a  diffuser  just  in  front  of  the  detector  may  provide 
sufficient  flux  averaging  to  prevent  local  detector  saturation.  As  always  in  radiometry,  the  conse- 
quences of  shortcomings  in  instrumentation  and  data  reduction  are  minimized  if  all  instrument  character- 
ization and  calibration  is  carried  out  with  incident  beams  which  mimic,  as  far  as  possible,  the  flux 
levels  and  the  spatial,  angular,  temporal,  spectral,  and  polarization  distributions  of  the  unknown 
beams  which  will  be  measured. 

With  n  being  treated  as  a  function  of  S'  alone,  then,  the  right  hand  side  of  eq.  (11.8)  becomes 
a  function  of  S'  only,  which  we  will  denote  by  f(S').  The  integral  on  the  left  hand  side  is  directly 
proportional  to  the  radiometric  quantity  of  interest;  that  is,  doubling  the  flux  will  double  the  value 
of  this  integral.  Let  us  call  this  integral  Y  and,  by  defining  measurement  averages  as  in  eqs. 
(11.3)  and  (11.4),  we  can  always  write  Y  =  <R°)«<L, >«©/At.  We  can  think  of  Y  as  the  output  of  an 
imaginary  radiometer  which  differs  from  the  real  one  only  in  not  suffering  from  non-linearity.   Its 
output  will  never  saturate,  for  example,  or,  if  the  real  radiometer  is  non-linear  because  of  a  loga- 
rithmic amplifier  then  Y  is  proportional  to  the  intermediate  linear  signal  ahead  of  the  amplifier. 
Thus,  we  have 

Y  =  /.../  R°-LA-dx-...-dA/At  =  f(S')  (11.9) 

where  f(S')  [=  G~  (S1)  -  n(S')]  is  to  be  regarded  as  simply  some  unknown  function  of  S1  whose  nature 
will  be  elicited  from  suitable  measurements  carried  out  with  the  radiometer  itself.   If  we  can  evaluate 
f(S'),  we  will  have  reduced  the  problem  of  the  non-linear  radiometer  to  the  simpler  problem  of  the 
linear  radiometer  measurement  equation,  eq.  (11.1). 

EXPERIMENTAL  CHARACTERIZATION  of  LINEARITY.   For  want  of  a  better  name  we  shall  refer  to  the  function 
Y  =  f(S')  as  the  response  function  of  the  radiometer.  There  are  a  few  situations  when  the  response 
function  can  be  predicted  from  theoretical  considerations:  absolute  detectors  in  which  the  signal 
output  is  the  electrical  power  required  to  duplicate  the  temperature  change  in  the  detector  when 


subjected  to  radiant  heating  from  the  test  beam,  silicon  detectors  for  which  a  well-developed  quantum 
theory  exists,  and  possibly  some  photon-counting  detector  systems.  Even  in  these  instances,  however, 
it  has  been  customary  to  perform  some  independent  confirmation  of  the  response  function  before  relying 
upon  the  theoretical  analysis  exclusively.  Of  course  the  determination  of  the  response  function  is 
relatively  trivial  if  one  has  a  source  already  calibrated  at  the  desired  flux  levels  or  if  one  has  a 
suitable  set  of  calibrated  attenuators  or  another  detector  of  known  response  function.  Therefore  we 
shall  be  concerned  here  with  measuring  the  response  function  independently,  so  far  as  possible,  of 
externally  supplied  radiometric  standards  and  calibrations:  the  kind  of  bootstrapping  detector  char- 
acterizations which  standards  laboratories  routinely  carry  out.  We  will  first  consider  the  determina- 
tion of  the  response  function  by  radiometric  measurements  alone.  Later  we  will  consider  techniques  in 
which  some  other  kind  of  measurement,  such  as  length  or  temperature,  provides  the  basis  for  evaluating 
the  response  function. 

Although  the  response  function  may  not  be  known  exactly,  we  can  certainly  assume  that  we  can  select 
an  adequately  approximate  functional  form  for  f(S')  which  will  depend  upon  a  number  of  adjustable 
coefficients.  The  main  task  of  this  chapter  then  will  be  to  consider  the  experimental  evaluation  of 
these  coefficients.  We  shall  dwell  extensively  on  the  particular  functional  form 

Y  =  f(S')  =  F-(f0+f1-S'+f2-S,2+  .  .  .  +fn-S'n)  (11.10) 

because  it  is  easy  to  work  with  and  is  especially  appropriate  for  radiometers  which  depart  but  little 
from  linearity.  Most  useful  detectors  exhibit  a  range  of  essentially  linear  behavior  and,  within  this 
range,  one  would  expect  very   small  values  for  the  coefficients  f~,  f^,  .  .  .  ,f  .   Notice  that  there 
is  a  redundancy  in  eq.  (11.10):  the  factor  F  could  be  absorbed  into  the  coefficients  f. ,  hence  its 
value,  or  alternatively  a  common  scale  factor  in  the  f-'s,  can  be  chosen  arbitrarily.  We  shall  make 
use  of  this  arbitrariness  to  normalize  some  of  the  f-'s  when  it  is  convenient  to  do  so.  Another 
functional  form  for  the  response  function  which  may  be  suitable  for  radiometers  which  are  designed  to 
have  a  logarithmic  response  is 

Y  =  exp[F-(f0+f1-S'+f2-S,2+  .  .  .  +fn-S'n)].  (11.11) 

Again,  if  the  system  is  well-designed,  we  would  expect  the  higher  order  coefficients  f~,  f.,,  .  .  .  ,  f 
to  be  small,  and  again  we've  included  a  redundant  coefficient  F,  for  later  convenience.  Equations 
(11.10)  and  (11.11)  do  not,  of  course,  exhaust  the  kinds  of  response  functions  which  one  might  choose. 
Depending  upon  the  detector,  its  application,  and  the  technique  used  for  evaluating  the  coefficients, 
other  forms  may  be  found  useful.  For  the  NBS  photoelectric  pyrometer,  for  example,  the  form 

Y  =  (fQ+f-j-S^  .  .  .  +f5-S'  5)-exp(30. 15S'  -13.02S'2)  (11.12) 

is  employed,  where  the  exponential  factor  provides  the  general  shape  of  the  response  function  (within 
about  a  factor  of  2)  as  S'  changes  from  0.5  to  1  and  Y  by  a  factor  of  500  in  this  range.  In  this 
case,  S'  is  the  current,  in  the  filament  of  an  internally  mounted  strip  lamp,  required  to  produce  a 
radiance  match  between  that  strip  filament  and  an  image  of  the  unknown  external  source. 


Even  the  best  "linear"  detector  system  becomes  non-linear  at  sufficiently  high  radiant  power 
densities  (when  it  is  vaporized  by  the  incident  radiant  field,  for  example).  Frequently  this  non- 
linearity  begins  with  the  output  signal  starting  to  saturate  reversibly  (usually  caused  by  the  amplifier 
rather  than  the  transducer  itself)  at  high  inputs.  The  response  functions  which  we  illustrate  in  this 
chapter  [e.g.  eq.  (11.10)]  are   not  capable  of  describing  saturation  behavior  but  such  an  instrument  will 
in  any  case  not  be  useful  as  a  radiometer  in  the  neighborhood  of  saturation  since  its  output  there  is, 
at  best,  weakly  dependent  upon  the  incident  flux  level.  This  is  an  example  of  a  situation  where  even 
exact  knowledge  of  the  detailed  non-linear  behavior  may  not  permit  useful  radiometric  measurements  to  be 
made.  Clearly  it  is  not  profitable  to  include  measurements  under  saturation  conditions  in  the  experi- 
mental evaluation  of  the  response  function  except  under  unusual  conditions,  such  as  in  a  study  of 
detector  mechanisms. 

Generally  speaking,  there  are  two  kinds  of  purely  radiometric  measurements  that  furnish  useful 
information  for  response-function  determinations:  beam-addition  measurements  and  attenuation  measure- 
ments. Beam  addition  involves  the  measurement  of  the  response  of  the  radiometer  to  each  of  two  or  more 
beams  separately  and  then  its  response  to  the  sum  of  the  beams.  By  beam  attenuation  we  mean  the  meas- 
urement of  the  effect  on  the  response  of  a  radiometer  of  a  repeatable  beam  attenuator,  such  as  a  filter. 
In  either  case,  many  measurements  are  carried  out  for  varying  beam  flux  levels  and  from  these  measure- 
ments one  attempts  to  obtain  the  response  function  f(S'). 

BEAM  ADDITION.   Let  us  turn  first  to  a  detailed  treatment  of  beam  addition  measurements,  since  this 
technique  is  generally  felt  to  be  somewhat  more  fundamental  and  flexible  than  the  attenuation  measure- 
ment technique.  We  require  a  beam-adding  device  in  which  two  or  more  light  beams  (hereafter  we  will 
assume  just  two  beams),  whose  flux  levels  can  be  independently  varied,  are  combined  to  yield  a  single 
beam  which  is  measured  by  the  radiometer  under  test.  The  flux  level  variations  can  be  carried  out  in  a 
variety  of  ways,  such  as  by  adjusting  lamp  currents,  interposing  filters,  or  changing  aperture  sizes. 
The  combining  of  the  beams  can  be  accomplished  by  a  beam  splitter  [11.3-11.6]  or  an  integrating  sphere 
[11.7,11.8],  or  the  beams  can  simply  be  allowed  to  enter  the  radiometer  to  be  tested  at  different  loca- 
tions or  from  different  angles  [11.9,11.10]  if  the  instrument  spatial  or  angular  responsivity  is  not  in 
question.  We  assume  that  the  two  beams  originate  in  independent  sources  so  that  their  fluxes  can  be 
added  without  interference  effects.  Even  if  the  two  beams  have  a  common  origin,  the  interference  effects 
will  usually  be  negligible  [11.8]  but,  for  highest  accuracy,  they  must  be  estimated,  since  incoherent 
flux  addition  is  an  essential  assumption  of  this  technique.  We  consider  a  two-beam  adder,  with  beams 
labeled  A  and  B,  and  a  near-linear  radiometer  for  which  a  response  function  of  the  form  of  eq. 
(11.10)  is  adequate.  Consider  a  pair  of  measurements  in  which  the  flux  level  of  beam  B  is  held 
constant  and  beam  A  is  set  at  two  different  flux  levels.  Since  the  quantity  Y  [eq.  (11.9)]  is, 
aside  from  the  proportionality  constant  (R  )-®/At,  equal  to  the  average  spectral  radiance  (or  other 
appropriate  radiometric  quantity)  entering  the  instrument  and,  since  the  total  incident  spectral  radiance 
is  the  sum  of  the  spectral  radiances  from  the  two  beams,  we  can  write  the  equations 

y(A)  +  y(B)  =  f(s,^  (11.13) 

and  Y^A)  +  y{B)  =  f(S^)  (11.14) 


to  describe  the  addition  of  the  spectral  radiances  in  beams  A  and  B  to  produce  the  output  signals 
S-l  -.  and  S21  -  Now  we  rep( 
different  level  of  beam  B: 


S'   and  SA-,.  Now  we  repeat  this  pair  of  measurements  using  the  same  two  levels  of  beam  A  but  a 


Y(A)  +  y(B)  =  f(s,2j  (11  -|5) 

„(A)   Y(B)  _  f(s, 

Y2     Y2     tlb22).  (11.16) 

From  equations  (11.13)  and  (11.14),  we  obtain 

Y(A)  _  Y^A)  =  f(S^)  -  f(S^)  (11.17) 

and,  from  eqs.  (11.15)  and  (11.16),  we  obtain 

Y(A)  _  y(A)  =  f(s,^}  _  f(s,^_  (11J8) 

Consequently,  we  can  write  f(S^)  -  f(S21)  =  f(S^2)  -  f(S22)  or,  if  we  substitute  from  eq.  (11.10)  and 
regroup  the  terms: 

f1-(S^1+S22-S^2-S21)  +  f2'(Sil+S22"Si2"S2l) 

+  f3-(S^+Sj3-S^-Sj3)  +  ...■*  ytS^-S^-S'?)  =  0.  (11.19) 

The  values  of  S'-,-,,   S\~,   SA, ,  and  SA?  are  the  observed  radiometric  readings  so  everything  in  this 
equation  is  known  except  the  coefficients  f -,,...  f  .  The  coefficients  fQ  and  F  have  dropped  out 
of  these  equations.  A  repetition  of  such  a  set  of  measurements  for  another  n-1  different  combinations 
of  flux  levels  will  provide  n  equations  in  these  n  unknown  coefficient  values.  Unfortunately,  since 
the  right-hand  sides  of  all  of  these  equations  are  zero,  we  can  solve  only  for  ratios  of  these  coefficient 
values.  This  is  obvious  if  one  observes  that,  if  a  particular  set  of  values  of  the  f.'s  satisfies  the 
set  of  equations  of  the  form  of  eq.  (11.19),  so  will  any  multiple  of  these  f.'s.  At  this  point,  then, 
we  can  arbitrarily  choose  the  value  of  one  of  these  coefficients  or  impose  some  other  arbitrary  condition 
upon  them.  Probably  a  good  condition  to  impose  is: 

f1  +  f2  +  .  .  .  +  fn  =  1.  (11.20) 

An  alternative  is  to  set  the  most  important  f.,  usually  f , ,  equal  to  1.  However,  there  is  always 
the  risk  in  setting  some  f.  =  1  that  one  will  accidentally  have  chosen  a  coefficient  whose  value  is 
actually  zero  and  then  the  rest  of  the  analysis  becomes  nonsense.  We  can  now  solve  for  the  values  of 
the  coefficients  f,  through  f  .  Actually  we  have  one  more  equation  than  we  need,  but,  in  practice 


one  usually  takes  many  times  as  many  measurements  as  needed  and  uses  least-squares  minimization  to  solve 
the  set  of  equations  for  these  coefficients.  There  still  remain  two  undetermined  coefficients,  fn  and 
F.  These  cannot  be  evaluated  by  additional  measurements  with  the  beam  adder  but  require  supplemental 
measurements  of  some  other  kind,  such  as  measurements  of  known  fluxes.  The  first  one  fn  is  easily 
evaluated  in  the  visible  by  simply  setting  the  flux  to  zero  with  a  black  shutter,  i.e.,  setting  Y  =  0 
and  reading  the  dark  signal  S': 

U    0    1  b0    2  0      •  •    n  b0  •  U  i.^ij 

Since  fn  is  now  the  only  unknown  in  this  equation,  it  is  easily  solved  for.  Usually  such  a  dark 
signal  measurement  will  already  have  been  included  among  those  used  in  determining  the  non-linear 
coefficients  f?  through  f  .  At  this  point  we  have  reduced  the  problem  to  that  of  calibrating  a 
linear  radiometer,  for,  if  we  define 

S  =  Y/F 

-  fn+f,-S'+  .  .  .  +f  -S'n  (11.22) 

0  1  n 

and  R  =  R°/F, 

we  can  write 

S  =  /.../  R-Lx-dx-...-dA/At,  (11.23) 

which  is  just  eq.  (11.1).   For  any  instrument  reading  S',  then,  S  can  be  calculated  from  eq.  (11.22) 
and  the  measurement  of  the  responsivity  R  can  be  carried  out  normally  using  eq.  (11.23)  and  known 
radiant  inputs.  If  Y=0  cannot  be  achieved,  as,  for  example,  in  the  infrared,  then  a  supplemental 
measurement  with  some  other  known  flux  is  one  way  to  determine  the  value  of  the  unknown  constant  f~ 
remaining  in  eq.  (11.23).  We  will  mention  another  way  when  we  discuss  beam-attenuation  measurements. 

Perhaps  a  simple  numerical  example  will  help  to  clarify  the  application  of  eqs.  (11.19)  and  (11.21) 
Suppose  we  have  a  nominally  linear  radiometer  and  a  means  of  irradiating  it  with  either  or  both  of  two 
sources.  Assume  that  we  obtain  the  following  measurements: 

Dark  current:  S^ ]  =  -0.0100 

Lamp  #1:  S'  =  0.7779 

Lamp  #2:  S^2  =  0.9711 

Both  Lamps:  S^2  -  1.7301 

We  assume  that  the  radiometer  response  function  can  be  approximated  by 
f(S')  =  fQ  +  S'  +  f2-s|2 


where  we  have  included  the  arbitrary  normalization  condition  f ,  =  1 .  Equations  (11.19)  and  (11.21) 
yield  directly 

f  =  _(v  +S1  -S'  -V  V(S'  +S'  -V  -S'   ' 
'2  1 1   22  21   1?    11   22   21    12 

and  fQ  =  -S^(l  +  f2-S^). 

When  we  insert  the  values  for  S'  we  find  f„  =  0.0100  and  f?   =  0.0200.  Thus,  the  radiometer  is 
slightly  non  linear  (f~  t   0).  Luckily  equations  (11.19)  and  (11.21)  are  linear  in  the  unknown  coeffi- 
cients and  their  solution  is  straightforward  and  unique.   For  other  arbitrary  response  functions,  such 
as  eq.  (11.11),  the  equivalent  of  eq.  (11.19)  will  not  be  linear  in  the  coefficients.  Then  the  set  of 
equations  may  require  iterative  numerical  techniques  for  its  solution  and  will  generally  yield  multiple 
solutions.  We  will  see  an  example  of  this  when  we  discuss  the  beam  attenuation  technique. 

An  interesting  variation  of  this  basic  technique  involves  chopping  one  of  the  beams  and  using  a 
phase-sensitive  or  lock-in  amplifier  to  extract  the  signal  contribution  from  that  beam  [11.11].  There 
are   several  ways  such  measurements  could  be  carried  out.  One  way  is  to  use  a  constant  primary  source  in 
beam  A  which  is  chopped  at  some  convenient  fixed  frequency  while  the  flux  level  in  beam  B  is  slowly 
increased  from  zero.  Two  signals  are  simultaneously  recorded  (on  an  X-Y  recorder,  for  example):  the 
mean  DC  signal  output  from  the  radiometer  and  the  AC  component  of  the  signal  at  the  chopping  frequency. 
To  understand  this  technique  let  us  return  briefly  to  eqs.  (11.17)  and  (11.18).  We  see  that  both  of 
these  equations  are  of  the  form 

YJA)  -  Y<A)  =  f(S^)  -  f(S^)  (11.24) 

where  the  subscript  i  stands  for  a  measurement  made  at  the  ith  level  of  beam  B.  Let  subscript  1 

stand  for  the  state  when  the  chopper  admits  beam  A  to  the  radiometer  and  subscript  2  for  the  blocked 

(A)    (A) 
state.  Then  AY  =  Y,v  ;  -  Y^    is  proportional  to  the  constant  flux  in  beam  A  ahead  of  the  chopper. 

Now  we  suppose  that  AY  is  small,  so  that  (since  we  are  dealing  with  a  nearly  linear  radiometer) 

AS'  =.Sj-j  "  S?i  wi  1 1  also  be  small,  and  we  can  write  eq.  (11.24)  as 

AY  «  AS'-df(g|)  .  (11.25) 

In  the  measurements,  then,  the  AC  signal  is  proportional  to  AS'  and  the  DC  signal  is  just 

S'  +  AS'/2  «*  s' ,  the  signal  due  to  the  slowly  increasing  flux  in  beam  B.  Since  the  quantity  AY  is 

a  constant,  we  can  obtain  the  response  function  from  the  integral  of  eq.  (11.25), 

f(S')  -  AY-/  ^-   .  (11.26) 

Aside  from  a  proportionality  constant  and  a  constant  of  integration,  this  is  just  the  integral  of  the 
reciprocal  of  the  AC  component  regarded  as  a  function  of  the  DC  component  S'.  The  proportionality 
constant  and  the  constant  of  integration  must  be  determined,  as  before,  by  supplemental  measurements, 
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for  example,  of  sources  of  known  output,  one  of  which  may  be  zero.  The  main  requirements  for  the  valid- 
ity of  this  technique  are  that  AY  be  small  enough  that  AY/AS1  ^dY/dS'  and  that  the  response  function 
f(S')  be  qualitatively  the  same  for  chopped  and  DC  fluxes.  We  emphasize  this  latter  condition  because, 
since  two  quite  different  measurement  durations  are  involved,  it  may  not  be  possible  to  minimize  errors 
by  matching  these  calibration  measurement  times  to  the  test  measurement  times  as  easily  as  in  the  more 
tedious  DC  beam  addition  procedure  described  above.  However,  if  the  form  of  f(S')  can  be  assumed  to 
be  independent  of  the  duration  of  a  measurement,  then  this  AC  technique  is  particularly  attractive  as  a 
quick  test  for  linearity:  when  the  AC  component  AS'  of  the  signal  is  constant  over  the  useful  range 
of  the  DC  component  S',  then 

f(S')  «  S'-AY/AS'  +  const.  (11.27) 

and  the  linearity  of  the  radiometer  is  thus  established. 

BEAM  ATTENUATION.   We  now  turn  to  a  consideration  of  the  use  of  attenuation  measurements  in  determining 
the  response  function  f(S').  The  equipment  requirements  for  this  technique  are  so  modest  --  just  a  few 
filters  or  one  filter  and  an  adjustable  lamp  --  that  it  deserves  much  more  serious  consideration  than  it 
usually  receives.  Let  us  imagine  the  measurement  of  the  transmittance  t  of  a  filter  by  recording  the 
radiometer  output  S'  when  the  filter  is  in  the  beam  and,  again,  when  it  has  been  removed.  As  before, 
since  Y  [eq.  (11.9)]  is  the  average  spectral  radiance  entering  the  radiometer  apart  from  the  propor- 
tionality constant  (R  )«©/At,  we  can  write  the  ratio 

Y-,   f(S') 

-  =  V7(sp-  (11-28) 

to  describe  the  relationship  between  the  instrument  readings  S-j  and  SA  and  the  filter  transmittance  t. 
We  assume  that  we  don't  know  the  value  of  this  transmittance  but  that  it  is  constant,  independent  of 
flux  level.  We  therefore  change  the  flux  level  of  the  beam  by  any  convenient  means,  such  as  by  inserting 
another  filter1  into  the  beam  and  remeasure  x: 

Yo   f(S') 

This  gives  us  the  one  equation 
f(S-j)   f(S') 

f(sp-=fisjy  (11-30) 


xWhen  an  additional  filter  is  added  to  an  optical  system  it  is  customary  to  tilt  it  a  few  degrees  away 
from  the  normal  to  the  optic  axis  in  order  to  deflect  any  filter-filter  interreflections  out  of  the  opti- 
cal path.  If  this  precaution  is  not  taken,  there  may  be  an  apparent  increase  of  filter  transmittance  due 
to  contributions  from  these  interreflections.  Of  course,  the  insertion  of  a  tilted  filter  will  cause  a 
lateral  beam  displacement  which  may  require  a  compensating  lateral  adjustment  of  the  source  or  radiometer. 
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independent  of  the  unknown  t.   If  we  now  substitute  into  eq.  (11.30)  a  model  functional  form  for  the 
response  function  f(S'),  such  as  eq.  (11.10),  we  obtain  one  equation  in  the  unknown  coefficients  f, 
f, ,...,  and  f   and  involving  the  recorded  instrument  readings  S-j ,  S~,  SI.    ,  and  SI 


f   +  f  .C'  +  +  f  .Ci"     f   +  f  ,C'  +  +  f  .cin 

TQ  +  Tj  b1  +  .  .  •  +  Tn  b]   ^  TQ  +  T]  53  +  .  .  .  +  Tn  b3 

f0  +  frS2  +  -    •    •   +  fn*S2n  "  f0  +  VS4  +   •    •    •   +VS4n 
Vfr(SrS2-S3+S4)   +   •    •    •   +  f0-fn'(Sin-S2n-S3n+S4n) 

+  ff.(sj.s;-s'-.s«)  +  .  .  .  +  f1-fn-(s1,-sin-s^.s'n-s^.s^s]n.si) 

+   .    .    .   +  f^(Sjn-S^n-S^n-S3n)   =   0   .  (11.31) 

A  few  repetitions  of  this  basic  measurement  scheme,  with  the  same  filter  at  additional  beam  flux  levels 
or  with  different  filters,  will  give  enough  such  equations  to  solve  for  the  f.'s.  As  in  the  beam- 
adding  situation  [eq.  (11.19)]  the  redundant  scaling  factor  F  drops  out.  Also,  because  the  right  hand 
sides  are  all  zero,  we  can  only  obtain  relative  f.  values  from  these  equations.  It  is  therefore 
convenient  again  to  include  in  the  set  of  simultaneous  equations  an  additional  normalizing  equation  such 
as  eq.  (11.20).  With  our  choice  of  eq.  (11.10)  for  the  functional  form  of  f(S')  we  obtain  equations 
which  are  quadratic  in  the  f.'s  by  these  attenuation  measurements.  This  means  that  there  will  be 
multiple  solutions  to  the  set  of  equations  of  the  form  of  eq.  (11.31)1.  Thus,  additional  measurements 
of  a  different  kind  may  be  required  to  select  the  correct  solution  from  among  all  these  candidates. 

A  simple  numerical  example  may  again  be  helpful  in  illustrating  these  equations.  Suppose  we  use 
the  same  nominally  linear  radiometer  as  in  the  previous  section  to  measure  the  transmittance  of  a  filter 
with  two  different  sources  as  follows: 

Dark  Current:      Sq  =  -0.0100 


Lamp  #1  +  Filter:  S^  =  0 


.3870 


Lamp  #1:         S£  =  0.7779 


Lamp  #2  +  Filter:  S'3  =     0.4853 
Lamp  #2:         S^  =  0.9711 


:The  fact  that  t  =  [f (S-j)]k/[f (S^)]k  =  [f (S3)]k/[f (S^)]k  leads  to  the  same  set  of  equations  [eq. 
(11.31)]  and,  consequently,  the  same  solution  regardless  of  the  value  of  k  accounts  for  some  of  this 
multiplicity  of  solutions:  some  of  the  solutions  will  simply  represent  approximations  to  integral 
powers  of  one  another. 
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2 
Again  let  us  assume  the  response  function  f(S)  =  fn  +  S  +  f?*S   with  the  normalizing  condition  f -,  =  1 . 

The  dark  current  measurement  gives  us  [eq.  (11.21)] 

Q=f   +C'+f.Cl2 

u   TQ        iQ  r  t2  iQ  . 

If  we  solve  for  ffi  and  substitute  into  eq.  (11.31)  we  will  obtain,  after  some  rearranging, 

a-f22  +  b-f2  +  c  =  0 

2   2     2   2     2 
where  a  =  S~  *S^  -  S-,  -S,  +  S„  «D2 

b=S2.S32+S3.S22-S1.S42-S4.S12+S0.D2 

and  D  =  S,  +  S»  -  S?  -  S3  . 

This  leads  to  the  two  solutions 

fQ  =  0.0100,  f2  =  0.0218 

and  fQ  =  0.0074,  f?  =  26.38. 

The  first  solution  gives  us  a  filter  transmittance  of  0.4996  while  the  second  solution  gives  0.2594. 
If  this  is  all  the  information  we  have,  then  we  can  only  conclude  that  the  radiometer  is  either  nearly 
linear  (i.e.,  the  first  solution  is  correct)  or  that  it  is  extremely  non-linear  (the  second  solution) 
and,  if  non-linear,  we  must  take  more  data  in  order  to  investigate  the  contributions  of  the  higher  order 
coefficients,  f3,  f4,  etc.,  --  a  very   difficult  undertaking  by  this  technique  because  of  the  necessity 
of  solving  the  simultaneous  quadratic  equations  and  sorting  out  the  resulting  multiplicity  of  solutions. 
However,  if  we  have  reason  to  believe  that  the  radiometer  is  nearly  linear  (perhaps  the  data  were  taken 
at  \/ery   low  flux  levels)  we  can  discard  the  second  solution  with  confidence  and  we  have  obtained  an 
expression  for  the  response  function  and  a  value  for  the  filter  transmittance.  This  transmittance  can 
then  be  used  to  identify  the  correct  solution  at  other  flux  levels  where  linearity  is  more  in  doubt.  In 

this  way  the  evolution  of  the  response  function  with  flux  level  may  be  studied  at  least  as  long  as  the 

3 
higher  order  terms,  f-^S  ,  etc.,  remain  negligible.  In  summary,  we  see  that  beam  attenuation  measure- 
ments can  readily  determine  the  range  over  which  a  radiometer  is  nearly  linear  and  produce  an  accurate 
measurement  of  the  response  function  over  that  range  --  provided  we  possess  a  soupgon   of  faith. 

The  complication  of  multiple  solutions  can  be  avoided  by  a  fortuitous  choice  of  a  model  for  f(S'). 
For  example  let  us  use  eq.  (11.11)  for  f(S')  in  eq.  (11.30).  We  then  have 
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exp[F.(Vf1.S^...+VS'n)]  _  exp[F-(f0+f1.S^...+fn.S'")]  ^ 

exp[F.(f0+f1.S^+...+fn.S^n)]   exp[F.(f0+f1.S^+...+fn.S^n)] 

instead  of  eq.  (11.31).  Then,  when  we  take  logarithms  of  both  sides,  we  obtain  an  equation  exactly  like 
eq.  (11.19)  of  the  beam-adding  technique,  which  is  linear  in  the  coefficients  f -,  ,  f?,...,  and  f  . 
This  shows  the  essential  similarity  of  the  two  techniques:  a  multitude  of  filter  measurements  with 
different  beam  fluxes  or  different  filters  leads  to  the  same  kinds  of  equations  in  the  same  unknowns  as 
with  the  beam  adder.  There  is  one  practical  minor  difference:  the  exponential  expression  for  f(S') 
of  eq.  (11.11)  doesn't  accommodate  a  zero  flux  level  measurement  so  that  such  measurements  cannot  be 
included  in  determining  the  values  of  the  f-'s  and  will  not  be  within  the  range  of  validity  of  the 
resulting  response  function.  Aside  from  this  difference,  we  can  conclude  that  there  is  no  reason  in 
principle  to  prefer  the  beam  addition  technique  to  the  beam  attenuation  technique.  However,  for  a 
nearly  linear  radiometer  for  which  a  polynomial  response  function  seems  appropriate,  the  beam  addition 
technique  leads  to  far  simpler  equations  with  a  unique  solution. 

Beam-attenuation  measurements  of  the  response  function  are  often  viewed  with  suspicion  due,  probably, 
to  confusion  over  the  fact  that,  in  order  to  establish  the  linearity  of  a  radiometer  by  such  measure- 
ments, it  is  necessary  but  not  sufficient  that  observed  "indicated"  filter  transmittances  be  independent 
of  beam  flux  level.  Suppose  that  f(S')  =  f  *S '  .  Then,  the  filter  transmittance  measured  at  two 
different  flux  levels  gives 

r.n   c-.n 

_L  =  _3_ 
r.n   <.,n 

or,  upon  taking  the  n   root  of  each  side  of  the  equation, 


CI       CI 

_L  -  1 

CI     CT 
52    54 


;n.33) 


In  this  case  the  observed  "indicated"  filter  transmittance  ( S-| / SJ> ,  for  example)  is  independent  of 
flux  level  whether  the  response  function  is  linear  (n  =  1)  or  is  described  by  some  other  power  of  S1. 
The  "indicated"  transmittance,  of  course,  will  agree  with  the  actual  filter  transmittance  only  if  n  =  1. 
Notice  that,  if  eq.  (11.33)  is  not  satisfied  by  transmittance  measurements  of  a  filter  at  two  levels,  we 
can  positively  conclude  that  the  radiometer  is  not  linear. 

Although  eq.  (11.31)  is  normally  relatively  intractable  due  to  its  quadratic  dependence  upon  the 

f-'s,  there  is  one  circumstance  where  this  is  not  a  problem.  Notice  that  eq.  (11.31)  includes  terms  in 

2 
fn  and  is  linear  in  this  unknown  (the  ffi  terms  cancel  in  deriving  this  equation),  whereas  in  the 

treatment  of  beam  addition  using  the  same  polynomial  expression  for  f(S')  all  the  terms  in  fQ 

cancel.  Thus  attenuation  measurements  yielding  an  equation  such  as  eq.  (11.31)  provide  a  convenient 

technique  for  obtaining  fn  after  f , ,  f„,  etc.,  have  been  determined  by  beam  addition  in  those  cases 

where  a  dark-current  measurement  (Y  =  0)  is  impractical. 
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While  we  are  on  the  subject  of  dark  current,  we  should  probably  digress  to  say  a  few  words  about 
dark-current  offsets  and  their  role  in  our  treatment.  It  is  generally  considered  good  practice  to 
correct  every  output  signal  S'  by  subtracting  the  value  of  the  output  obtained  in  the  absence  of  any 
intentional  input  radiant  flux  and  to  measure  this  dark  signal  as  close,  in  a  temporal  sense,  to  the 
measurement  S'  as  practical.  The  reason  for  this  is  that  frequently  this  dark  signal  is  a  bias  which 
varies  little  during  the  time  between  successive  measurements  but  may  vary  significantly  and  erratically 
(perhaps  depending  upon  ambient  temperature)  over  the  course  of  a  day.  Thus,  measurements  corrected  for 
a  continuously  varying  dark  current  will  generally  exhibit  better  precision  than  measurements  not  so 
corrected  or  measurements  corrected  for  a  long-term  average  dark  current.  If  this  dark-current  model  is 
correct  and  the  radiometer  is  nearly  linear,  it  is  clear  that  dark-current  subtraction  is  a  reasonable 
procedure.  However,  if  the  model  is  incorrect  or  if  the  radiometer  is  highly  non-linear,  it  is  not 
obvious  that  simple  subtraction  of  the  dark  current  is  meaningful1.  Perhaps  the  best  that  can  be  said 
is  that  it  is  probably  rarely  harmful.  In  any  case,  it  is  immaterial  in  our  equations  whether  a  dark- 
current  correction  has  been  made  or  not.   If  the  values  of  S1  do  not  include  dark-current  correction, 
then  the  coefficients  of  a  response  function,  such  as  eq.  (11.10),  computed  from  them  will  effectively 
include  allowance  for  a  constant  dark  current,  and  if  the  dark-current  model  above  is  correct,  the 
coefficients  will  carry  a  somewhat  greater  statistical  uncertainty  than  the  corresponding,  but  different, 
coefficients  computed  from  data  corrected  for  a  continuously  varying  dark  current.  Of  course,  whether 
S1   is  interpreted  as  including  dark-current  corrections  or  not,  it  must  always  be  consistently  inter- 
preted throughout  the  computation  and  later  application  of  the  response  function  f(S').  Finally,  if 
S'  is  not  corrected  for  dark  current,  eq.  (11.33),  equating  the  transmittance  measurements  of  a  filter 
at  two  flux  levels,  will  not  be  satisfied  because  this  requires  proportionality  --  not  simply  linearity. 
Usually,  in  the  treatment  of  detector  linearity,  dark-current  correction  is  assumed  and  then  linearity 
and  proportionality  are  synonymous. 

In  summary,  we  see  that  both  beam-addition  and  beam-attenuation  measurements  produce  useful  data 
for  analysis  of  the  dependence  of  a  radiometer  response  function  upon  flux  level.  We  choose  a  suitable 
functional  form  for  the  relationship  between  the  flux  entering  the  instrument  and  the  signal  output,  one 
which  includes  a  small  number  of  unknown  coefficients  to  be  determined  by  experiment,  and  then  express 
the  physics  of  the  addition  or  attenuation  in  terms  of  this  function  and  any  necessary  additional  param- 
ters,  such  as  transmittances.  Next,  we  experimentally  carry  out  a  particular  beam  addition  or  attenua- 
tion at  two  different  flux  levels,  so  as  to  permit  the  mathematical  elimination  of  all  unknown  parameters 
except  the  coefficients  of  the  response  function.  Finally,  such  sets  of  measurements  are  carried  out 
under  enough  different  combinations  of  flux  levels  to  permit  solution  of  the  resulting  simultaneous 
equations  for  these  coefficients.  An  excess  of  measurements  in  this  step  is  desirable  and  allows  a 
least-squares  solution  to  be  obtained2.  In  any  case,  one  or  two  coefficients  will  remain  undetermined 


xIf  one  had  a  good  model  for  the  signal  processing  within  the  radiometer,  say,  like  eq.  (11.8),  and,  if 
one  knew  whether  the  dark  current  originated  in  the  detector  (n)  or  electronics  (G),  one  could  work 
out  the  proper  dark  current  correction  procedure. 


20ne  of  the  advantages  of  a  least-squares  solution  is  that  it  will  provide  information  about  the  opti 

is  needed  is  to  perform  the 

Footnote  continued  on  page  16) 


mum  number  n  of  coefficients  f.  which  should  be  retained.  All  that  is  needed  is  to  perform  the 
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by  this  process.  One  of  them  will  always  be  a  scaling  factor,  which  can  only  be  determined  by  absolute 
instrument  calibration  with  a  source  of  known  flux,  just  as  for  a  simple  radiometer  with  linear  response. 
The  other  coefficient  can  also  be  evaluated  by  an  absolute  calibration  at  a  second  level,  such  as  a 
zero  level  (dark  current),  but  can  also  be  evaluated  by  including  both  beam  additions  and  beam  attenu- 
ations among  the  experimental  measurements  [11.12].  Once  the  coefficients  of  the  response  function  are 
known,  the  values  of  the  additional  experimental  parameters,  such  as  transmittances,  relative  aperture 
areas,  etc.,  can  be  computed  from  the  measurements,  if  they  are  wanted. 

INVERSE-SQUARE  LAW.   We  have  discussed  methods  of  determining  the  response  function  of  a  radiometer  by 
making  only  radiometric  measurements.  There  are  also  important  techniques  which  utilize  some  non- 
radiometric  measurements.  We  will  discuss  some  of  these  methods  now. 

One  of  the  most  common  techniques  is  to  make  use  of  the  inverse-square  law.  In  this  approach  the 
irradiance  at  a  radiometer  is  varied  predictably  by  varying  the  measured  distance  between  a  source  and 
the  radiometer  entrance  pupil  or  receiving  aperture  [11.13].  If  radiance  is  required  instead  of  irra- 
diance a  diffuser  can  be  interposed  in  front  of  the  radiometer  as  a  new  source,  and  the  distance  in 
question  is  then  the  distance  from  the  original  source  to  the  diffuser.  We  have  already  introduced  the 
inverse-square  law  and  its  applications  in  some  detail  in  Chapter  4  (pp.  31-40)  [11.14].  In  its  ideal 
form  the  inverse  square  law  is  simply 

Y  =  f(S')  =  C/92 

where  C  is  a  constant  and  I     is  the  source-to-radiometer  distance.  However,  for  qood  accuracy  one 
would  usually  want  to  include  corrections  for  the  geometry  of  the  source  and  radiometer.  Let  us  return 
to  eq.  (11.9),  the  linear-response  measurement  equation,  and  rewrite  it  in  terms  of  the  spectral  radi- 
ance l\    '      in  the  source  plane  by  substituting  dx  '«dy^  '«cos0^  '/I         for  the  element  of  solid 

A  S 

angle  subtended  at  the  radiometer  by  the  element  of  source  area  dx   *dy^   .  We  have 

Y  =  /...//  LJ;s)-R0-£s"2-cose(s).cose-dx-dydx(s)-dy(s).dt-...-dA/At       (11.34) 

A(s) 

where  (x^   ,Y^  ')  is  a  point  in  the  source,  9     is  the  angle  between  the  normal  to  the  source 
plane  and  the  direction  to  the  point  (x,y)  in  the  radiometer  entrance  aperture,  and  I       is  the 
distance  between  these  two  source  and  aperture  points.   If  we  assume  that  the  source  plane  is  parallel 


2(cont. Calculations  for  a  range  of  values  of  n  and  to  observe  the  accuracy  of  the  fitting  and  the 
statistical  uncertainties  in  the  fitted  coefficients.  Usually  one  can  locate  a  value  of  n  (generally 
n  <  7,  in  our  experience)  beyond  which  little,  if  any,  significant  improvement  in  the  accuracy  of  the 
fitting  occurs  and  beyond  which  the  computed  uncertainties  of  additional  coefficients  are  comparable  to 
the  absolute  magnitudes  of  the  coefficients  themselves.  This  implies  that  these  additional  coefficients 
could  be  set  equal  to  zero  with  no  appreciable  loss  of  accuracy;  in  other  words,  more  coefficients  have 
been  computed  than  are  justified  by  the  precision  of  the  data. 
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to  the  radiometer  aperture  plane  then  8U  z   9  and  the  slant  distance  I       between  the  source  point 


[x       >y       )  and  the  aperture  point  (x,y)  is  given  by 


isZ   =  I2   +  (x(s)  -  x)2  +  (y(s)  -  y)2  (11.35) 

where  I  is  the  perpendicular  source-to-radiometer-aperture  distance  which  is  measured.  Under  the 
usual  assumptions  of  spatially  and  angularly  uniform  spectral  radiance  and  responsivity  eq.  (11.34) 
becomes 

Y  =  [/.../  L^s)-R°-dt-...-dA/(At)]-////  £s"2-cos2e-dx-dydx(s)-dy(s).      (11.36) 

A  A(S) 

The  final  integration  over  the  radiometer  aperture  (receiving  aperture  or  entrance  pupil)  A,  and  the 

(s) 
source  area  Av  ;  that  is  entirely  within  the  instrument  throughput,  can  be  carried  out  exactly  for 

simple  source  and  aperture  shapes  (see  appendix  3  in  [11.15])  and  the  result  gives  the  dependence  of  Y 

upon  the  source-to-radiometer  distance  I     apart  from  the  constant  factor 

/.../  L.[s)'R0-dt-....dA/At. 

Having  expressed  Y(£)  as  a  function  of  I,     apart  from  a  constant  scale  factor,  we  can  evaluate 
the  unknown  coefficients  in  whatever  form  of  response-function  approximation  we  choose  [e.g.  eq.  (11.10)] 
from 

f(S')  =  Y(5l)  (11.37) 

by  recording  radiometer  signals  S1  for  a  sufficient  number  of  distances  i.     Normally  one  would 
employ  an  excess  of  measurements  and  use  least-squares  fitting  to  determine  the  coefficients.  The 
final  multiplicative  scaling  factor  must,  as  always,  be  obtained  by  an  absolute  calibration  with  a 
source  of  known  radiometric  output. 

Instead  of  attempting  to  evaluate  the  integrals  in  eq.  (11.34)  it  is  tempting  to  assume  a  functional 
form  for  Y(£) ,  say 

Y(£)  =  Y0-£~2  +  Y-,  - Ji~3  +  .  .  .  +  Ym-£"m"2  (11.38) 

for  use  in  eq.  (11.37)  and  to  use  the  measurements  of  radiometric  response  at  various  source  distances 
to  determine  the  coefficients  Yfi,  Y-, ,  ...  Y   as  well  as  the  coefficients  f~,  f -,  ,  ...  f   in  F(S'). 
In  the  general  case  of  an  arbitrary  function  with  an  arbitrary  number  of  coefficients  of  no  particular 
physical  significance  like  eq.  (11.38)  this  is  not  possible.  The  difficulty  is  that  for  any  given 
reasonable  degree  of  accuracy  many  different  sets  of  f.  and  Y.  coefficients  can  be  calculated 
depending  upon  the  choice  of  m,  say.   In  other  words,  for  a  particular  set  of  data  we  can  add  more 
coefficients  Y.  and  thereby  reduce  the  number  of  coefficients  f.  required  to  achieve  a  given 
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accuracy  of  fit,  and  vice  versa.      This  lack  of  uniqueness  of  the  response  function  comes  about  because 
by  introducing  an  arbitrary  function  on  the  right  hand  side  of  eq.  (11.37)  we  no  longer  can  be  assured 
that  the  two  sides  are  proportional  to  radiant  flux.  There  are,  however,  special  circumstances  where 
this  technique  can  succeed.  When  the  functional  form  on  the  right  is  known  and  contains  a  fixed  number 
of  Y.  coefficients  of  physical  significance,  then  these  can  be  determined  along  with  the  coefficients 
f.  whose  number  is  not  known  a  priori.      Such  a  situation  could  arise,  for  example,  if  the  location  of 
the  entrance  pupil  or  receiving  aperture  within  the  radiometer  were  unknown  so  that  the  distance  I     is 
the  sum  of  a  measured  distance  V      and  a  constant,  but  unknown,  offset  I   .     Then  eq.  (11.34)  can  be 
evaluated  exactly  (or  approximately)  in  terms  of  I   =  £'  +  I   ,  and  I       can  be  determined  along  with 
the  coefficients  of  f(S')  by  least  squares  fitting  of  eq.  (11.37)  to  the  (S1,  I')     measurement 
pairs. 

One  of  the  drawbacks  of  the  inverse-square  technique  is  the  long  light  path  required  if  a  large 
range  of  flux  levels  is  desired.  One  way  to  shorten  this  distance  is  to  cascade  two  inverse-square-law 
devices  by  mounting  a  small  diffuser  to  serve  simultaneously  as  the  receiver  of  the  first  device  and 
the  source  of  the  second.  Reference  [11.16]  describes  such  an  installation  in  which  the  light  path  is 
folded  back,  parallel  to  itself,  at  the  diffuser  and  the  source-diffuser  distance  equals  the  diffuser- 
radiometer  distance.  The  resulting  inverse-fourth-law  apparatus  covers  six  orders  of  magnitude  of  flux 
levels  with  only  3  [m]  of  diffuser  travel. 

BLACKBODY-SOURCE  TEMPERATURE.   Another  technique  for  measuring  a  radiometer  response  function,  which 
is  particularly  useful  in  the  infrared,  is  based  upon  measurement  of  the  temperature  of  a  blackbody 
source.  One  simply  measures  the  temperature  and  then  calculates  the  blackbody  spectral  radiance  from 
the  Planck  equation.  At  temperatures  below  the  gold  point  (1338  [K])  the  International  Practical 
Temperature  Scale  (IPTS)  is  defined  non-radiometrically  --  by  means  of  the  voltage  or  resistance  of 
physical  probes  --  so,  in  this  range,  the  temperature  measurement  of  a  variable-temperature  blackbody 
provides  a  means  of  realizing  sources  of  non-radiometrically  determined,  arbitrary  spectral  radiance. 
The  subject  of  blackbodies  and  temperature  is  treated  in  another  chapter  of  this  Manual.  For  now,  we 
merely  note  that  the  spectral  radiance  of  a  blackbody  is  given  by 

L^b)  (A)  =  =—= ^ [W-m-2-sr-1.m"1]  (11.39) 

TT-n  •AD.{exp[c2/(n-A-T)]-l} 

1  fi      9 

where  c,  =  3.742-10"   [W«m  ]  is  known  as  the  first  radiation  constant,  c~  =  .01439  [nrK]  is  the 
second  radiation  constant,  n  is  the  index  of  refraction  in  the  medium  --  usually  air  --  in  which  the 
radiant  field  is  being  measured,  A  [m]  is  the  wavelength  in  this  medium,  and  T  [K]  is  the  absolute 
temperature  of  the  source.  Assuming  blackbody  radiance  and  radiometer  responsivity  both  uniformly 
distributed  in  position,  direction,  time,  and  polarization  over  the  acceptance  intervals  of  the  radiom- 
eter, we  obtain  from  eq.  (11.9) 

Y  =  /.../  dx-...-dt-/  R0(A).LjDj(A)-dA/At  (11.40] 

AA 

-  R°(Ao).L(b)(Ao).@/At 


where  l\    '(A)  is  given  by  eq.  (11.39),  A„  is  some  wavelength  within  the  band  AX,  and  ©  is  the 

A  0 

generalized  throughput  defined  in  connection  with  equations  (11.3)  and  (11.4).  We  assume  either  that 
the  spectral  pass  band  AA  of  the  radiometer  is  sufficiently  narrow  that  l!  ' (A)  can  be  taken  as 
constant  [as  in  the  final  expression  of  eq.  (11.40)],  or  in  any  case  that  different  points  of  the  detec- 
tor are  not  exposed  to  different  spectral  components  of  the  incoming  flux,  leading,  for  example,  to  the 
possibility  of  local  detector  saturation. 

Apart  from  a  constant  factor,  then,  eq.  (11.40)  gives  the  dependence  of  Y  upon  T.  However,  the 
evaluation  of  the  A-integral  of  that  equation  requires  knowledge  of  the  dependence  of  the  responsivity 
R   upon  A.  This  dependence  will  usually  be  available  only  if  the  spectral  response  of  the  instrument 
is  dominated  by  a  spectral  filter  function  or  mechanical  slit  function  whose  shape  can  be  measured  or 
estimated  independently  of  the  detector  and  electronics  of  the  radiometer.  In  this  case,  or  if  the 
pass  band  AA  is  known  to  be  \/ery   narrow,  we  can  calculate  the  relative  dependence  of  Y  upon  T.  We 
then  can  proceed  to  evaluate  the  unknown  coefficients  in  a  suitably  chosen  response  function  from 
measurements  of  the  radiometer  output  at  various  blackbody  temperatures  using 

f(S')  =  Y(T).  (11.41) 

Although,  in  principle,  as  in  the  case  of  the  inverse-square  law,  it  is  not  essential  that  all  of  the 
physical  parameters  defining  the  integral  in  eq.  (11.40)  be  known,  it  is  difficult  to  think  of  a  realis- 
tic situation  in  which  the  evaluation  of  such  parameters  from  the  radiometric  measurements  simultaneously 
with  the  evaluation  of  the  coefficients  of  f(S')  would  be  useful. 


The  difficulty  with  using  blackbody  sources  below  the  gold  point  in  the  visible  is  that,  for 
tenth-percent  radiance  accuracy,  wavelengths  must  be  accurate  to  10   [nm],  or  better,  and  the 


must  be  more  accurate  than  the  IPTS  value  (which  is  the  best  contemporary  approximation  to  the  thermo- 
dynamic temperature). 


PREDICTABLE  ATTENUATORS. 


Absorbing  Filters 


There  are  a  number  of  ways  of  predictably  attenuating  a  beam  and  we  will  discuss  them  together 
here  because  they  have  many  common  features.  We  will  first  consider  absorbing  filters,  consisting  of 
different  thicknesses  of  colored  glass,  or  filters  composed  of  transparent  cells  containing  pure  fluids 
or  liquid  solutions.  The  internal  spectral  transmittance  of  such  a  material  is  given  by 


x 


'^(A)  =  exp[-a(A)-£]  (11.42; 


where  a(A)  is  the  spectral  linear  absorption  coefficient  and  I     is  the  thickness  of  the  absorbing 
layer.  The  overall  or  external  filter  spectral  transmittance  is  then  obtained  from  the  internal  spectral 
transmittance  by  allowing,  in  addition,  for  reflections  (and  interreflections)  at  the  front  and  back 
surfaces  of  the  filter: 
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[l-p(A)]2-x(i)(A) 


1-P2(A)-[t(1,(A)]2 

In  this  equation,  p(A)  is  this  interface  spectral  reflectance  per  surface,  and  we  have  assumed  plane- 
parallel  surfaces  and  equal  reflectances  at  front  and  back.  For  glass-air  interfaces  in  the  visible, 
p(A)  can  usually  be  taken  as  0.04.   (We  have  ignored  the  usually  small  contributions  from  the  glass- 
liquid  interfaces  in  liquid-cell  filters.)  For  a  derivation  of  eq.  (11.43)  and  more  details,  see 
[11.17].1  In  solutions,  the  spectral  absorption  coefficient  can  often  be  approximated  by 

a(A)  =  ac(A).c  (11.44) 

where  c  is  the  concentration  of  solute  and  a  (A)  is  the  spectral  absorption  coefficient  per  unit 
depth  and  per  unit  concentration  of  solute,  which  generally  depends  upon  the  solvent  as  well  as  upon 
the  solute.  Equation  (11.44)  is  known  as  Beer's  law.  Like  all  the  laws  which  predict  a  linear  depend- 
ence of  a  solution  property  upon  concentration,  Beer's  law  will  frequently  fail,  especially  at  high 
concentrations. 

The  spectral  linear  absorption  coefficients  a(A)  and  a  (A)  can  be  found  in  the  literature 
[11.17]  for  many  systems.  Thus,  by  varying  the  thickness  or  concentration  of  these  systems  we  can 
construct  filters  with  a  certain  degree  of  predictability.  A  measurement  of  the  output  of  the  test 
radiometer,  when  one  of  these  filters  is  in  the  optical  path,  yields  an  equation 

f(S')  =  C-t(A)  (11.45) 

where  f(S')  is  a  suitable  response  function,  such  as  eq.  (10),  and  C  is  a  proportionality  factor 
which,  assuming  a  constant  primary  flux  source,  will  be  the  same  for  all  measurements.   If  filters  with 
enough  different  values  of  t(A)  are  available,  a  sufficient  number  of  measurements  can  be  taken  to 
solve  these  equations  for  the  relative  values  of  the  unknown  coefficients  in  the  selected  response- 
function  form.  Obviously,  varying  the  solute  concentration  is  the  easiest  way  of  providing  the  wide 
range  of  transmittances  desirable  for  response-function  measurements.  The  parameters  a(A),  ac(A), 
and  p(A)  can  be  evaluated  simultaneously  with  the  coefficients  of  f(S'),  if  necessary.  As  usual, 
the  value  of  C  and  any  multiplicative  scaling  factor  in  f(S')  can  only  be  obtained  from  supplemental 
measurements,  including  at  least  one  measurement  of  a  source  of  known  flux. 

Three-Polarizer  Attenuators 

The  three-polarizer  attenuator  has  already  been  discussed  in  Chapter  6  (p.  35)  [11.2].  This 
attenuator  consists  of  a  rotatable  polarizer  sandwiched  between  two  polarizers  oriented  with  their 
polarization  directions  parallel  [11.19-11.21].  The  transmittance  of  the  device  is  a  function  of  the 


:Note  that  the  spectral  (linear)  absorption  coefficient  given  in  ref.  [11.17]  is  a  factor  of  l/(in(10) 
times  the  coefficient  a(A)  in  eq.  (11.42).  We  follow  the  ANSI/IES  RP-16-1980  [11.18]  notation  for 
the  spectral  absorptance  a(A)  =  l-x(X)  =  l-exp[-a(A) •£]  in  non-scattering,  linearly  absorbing  media. 
See  chapter  on  Spectrophotometry  and  its  appendix  on  nomenclature  (in  preparation  as  of  March  1984). 
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angle  of  rotation  of  the  middle  polarizer  (or  half-wave  plate).  For  many  sheet  polarizers  the  principal 
transmittances ,  k, ,  and  k~,  are   known  and,  assuming  that  the  three  polarizers  are  identical  and  that 
their  retardance  is  negligible,  then  the  expression  in  eq.  (6.53)  [11.2]  for  the  transmittance  of  the 
three-polarizer  train  reduces  to 

t  =  (k1+k2)-[(k]-k2)2-cos4^  +  k]-k2]/2  (11.46) 

where  <j>  is  the  angular  orientation  of  the  middle  polarizer.  Measurements  of  radiometer  output  for 
various  angular  settings  of  such  an  attenuator  will  again  lead  to  equations  of  the  form  of  eq.  (11.45), 
with  x{<$>)     given  by  eq.  (11.46).  These  equations  can  be  solved  for  the  unknown  coefficients  in 
f(S'),  and  for  k-,  and  k~,  if  they  are  also  unknown. 

The  parameters  k-,  and  k?5  like  the  parameters  a(A)  and  a  (A)  of  the  previous  attenuation 
method  are  likely  to  exhibit  a  relatively  strong  wavelength  dependence.  This  means  that  linearity 
assessment,  using  either  of  these  methods,  is  best  carried  out  with  narrow  spectral  pass  bands.  Other- 
wise a  problem,  similar  to  that  discussed  in  connection  with  blackbody  sources,  is  encountered  in  which 
an  integral  over  A,  like  that  of  eq.  (11.40),  must  be  evaluated.  Unlike  the  blackbody  situation, 
however,  in  these  cases,  if  the  radiometer  is  broad  band,  a  narrow-spectral -band  primary  source  can  be 
used  to  avoid  the  integration  problem. 

Calibrated  Apertures 

Apertures  of  known  area  can  be  used  in  a  spatially  uniform  beam  to  produce  predictable  beam  atten- 
uation. In  irradiance  measurements  the  apertures  are  used  to  limit  the  size  of  a  diffuse  source;  in 
radiance  measurements  they  are  placed  in  a  collimated  beam,  for  example,  between  two  lenses  which, 
together,  image  the  source  plane  onto  the  radiometer  field  stop.  Frequently,  many  apertures  of  dif- 
ferent sizes,  each  with  its  own  shutter,  are  mounted  on  the  same  aperture  plate.  Then  measurements  are 
taken  with  the  radiometer  while  different  apertures  are  opened  singly,  in  pairs,  three  at  a  time,  etc. 
If  the  measurement  S^  is  acquired  when  apertures  of  total  area  A,   are  open  then  the  flux  is  pro- 
portional to 

f(S^)  =  C-Ak  (11.47) 

for  each  measurement.  The  constant  C  is  a  measure  of  the  flux  per  unit  area  at  the  aperture  and  is 
assumed  to  be  the  same  for  all  measurements.  These  equations  are   the  same  as  eq.  (11.45)  and  can  be 
solved  for  the  relative  values  of  the  coefficients  f. .  As  in  all  of  these  techniques,  it  is  preferable 
to  take  a  large  excess  of  data  and  solve  the  system  of  equations  by  least  squares  minimization. 

If  the  apertures  are  arranged  as  described  above,  so  that  more  than  one  can  be  opened  simulta- 
neously, then  the  device  functions  as  a  beam  adder  and  the  data  can  be  analyzed  without  regard  to  the 
known  aperture  areas.  Actually  this  is  the  usual  mode  of  operation  [11.7-11.10,  11.22,  11.23].  If  we 
define  an  occupation  variable  £.,  where  5-  =  1  if  the  ith  aperture  is  open  during  a  measurement 
and  J.  =  0  if  it  is  closed,  then  a  measurement  S1  with  more  than  one  aperture  open  satisfies 

f(S')  =  ^-f(S^)  +  S2'f(S2)  +  Z3-f(S'3)   +  .  .  .  (11.48) 
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where  S'  is  the  measured  signal  when  aperture  i  alone  is  open.  If  enough  apertures  are  available 
a  large  enough  set  of  equations  can  be  constructed  to  solve  for  the  coefficients  of  the  response  function 
f(S').  Otherwise  the  measurements  must  be  repeated  at  additional  flux  levels  of  the  primary  source, 
achieved  by  inserting  filters,  for  example,  to  provide  enough  independent  equations.  This,  then,  is  a 
generalization  of  the  analysis  of  beam-addition  measurements  for  more  than  two  beams.  It  provides  a 
useful  means  of  testing  some  of  the  uncertainties  in  the  use  of  calibrated  apertures:  beam  uniformity, 
interference  effects  (diffraction),  and  accuracy  of  aperture-area  measurements. 

Spinning  Sector  Wheels 

Sector  wheels  are  simply  chopper  wheels  in  which  the  angular  openings  are  carefully  measured  and 
possess  sharp  edges  exactly  aligned  in  the  radial  direction  [11.5].  When  rotated  rapidly  such  wheels 
attenuate  a  beam  in  the  time  dimension  much  as  multiple  calibrated  apertures  do  in  the  solid  angle  or 
area  dimension.  In  both  cases  a  flux  distribution  is  constructed  which  is  non-uniform  in  some  dimension 
and,  as  indicated  earlier  in  this  chapter,  if  the  non-linear  contributions  are  dependent  upon  this 
distribution  and  not  simply  upon  S'  then  the  function  f(S')  is  not  sufficient  to  characterize  the 
radiometer  response  completely.  In  the  case  of  variable  apertures,  the  uniformity  of  the  beam  is 
easily  restored  with  a  diffuser  but  we  know  of  no  practical  means  of  restoring  temporal  uniformity  to  a 
chopped  beam1.  Specifically,  the  problem  with  sector  wheels  is  that  a  fast  detector,  such  as  a  photo- 
multiplier,  will  usually  be  able  to  follow  the  on-off  beam  interruptions,  and  the  steady  observed 
radiometer  output  signal  is  produced  by  some  later  stage  in  the  electronics  which  smooths  the  detector 
pulses.  Only  the  electronics  following  this  smoothing  stage  experiences  the  intermediate  level  of 
signal  which  the  sector  wheel  is  designed  to  produce;  all  the  preceding  electronics,  including  the 
detector,  experiences  only  the  two  extreme  on  or  off  signal  levels.  On  the  other  hand,  for  an  intrin- 
sically slow  detector,  such  as  a  thermopile  [11.25],  the  smoothing  is  performed  within  the  detector 
itself  and  the  entire  radiometer  responds  to  the  intended  time-averaged  sector-wheel  transmittance. 
Thus  the  use  of  sector  wheels  does  not  provide  a  test  of  overall  radiometer  linearity  unless  one  is 
satisfied  that  the  initial  step  in  the  radiant  power  conversion  process  is  slow  compared  to  the  chopper 
period.  Notice  that  the  requirement  that  the  detector  temporal  resolution  be  inadequate  to  resolve  the 
chopping  frequency  for  sector  wheels  is  just  the  opposite  of  the  requirement  for  application  of  the  AC 
technique  described  in  connection  with  beam  addition.  There  it  was  necessary  that  the  detector  resolve 
the  chopped  beam  enough  to  produce  an  accurately  measurable  AC  output. 

An  approach  similar  to  the  sector-wheel  technique  is  to  generate  a  pulsed  source  electronically  by 
supplying  pulsed  power  to  a  light  emitting  diode  (LED)  or,  for  example,  by  interrupting  a  steady  source 
with  a  Kerr  cell.  The  pulse  width  is  generally  held  fixed  and  the  pulsing  frequency  is  varied  to 
achieve  a  varying  average  flux  level  proportional  to  this  frequency.  This  is  in  contrast  to  the  sector- 
wheel  technique  in  which,  in  effect,  the  flux-pulse  width  is  varied  while  the  pulse  frequency  is  nomi- 
nally fixed.  Again  one  should  confirm  that  the  radiometer  response  to  this  kind  of  pulsing  flux  is 


lR.    D.  Lee  developed  sector  wheels  in  which  the  angular  openings  penetrate  to  the  center  of  the  wheels, 
similar  to  the  sector  wheel  described  in  ref.  [11.24].  These  wheels  are  supported  and  rotated  by  their 
rims  and  are  centered  on  the  axis  of  an  axisymmetric  optical  system.  Such  sector  wheels  used  with  a 
radiometer  of  uniform  spatial  responsivity  should  not  encounter  the  objection  of  temporal  non-uniformity, 
provided  the  sector  wheels  are  not  imaged  on  the  detector. 
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equivalent  to  its  response  to  the  kinds  of  measurements  for  which  the  response  function  is  being 
determined.  In  addition,  one  should  check  that  the  flux-pulse  shape  doesn't  change  with  frequency,  for 
example,  due  to  heating  of  the  LED  at  higher  duty  cycles. 

Of  course  there  are  situations,  such  as  studies  of  the  mechanism  of  detector  behavior,  where  there 
is  no  question  of  trying  to  duplicate  as  closely  as  possible  some  practical  routine  testing  condition. 
Many  linearity  characterization  techniques,  especially  those  using  choppers  or  pulsed  sources,  provide 
valuable  clues  about  detector  mechanisms  and  are   employed  for  that  purpose  [11.26-11.28].  We  have 
assumed  in  this  chapter,  however,  that  the  purpose  of  the  linearity  characterization  is  to  provide  a 
unique  response  function  for  an  existing  radiometer  as  used  for  a  specific  testing  or  measurement 
program.  In  that  application  one  must,  as  usual,  be  cautious  in  applying  radiometer  calibrations  or 
characterizations  to  measurements  taken  under  significantly  different  experimental  conditions. 

PHOTON  COUNTING.   We  have  discussed  the  assessment  of  radiometer  linearity  by  purely  radiometric 
measurements  and  by  methods  in  which  radiometric  measurements  are  supplemented  by  some  other  measure- 
ments such  as  distance  or  temperature.  Now  we  wish  to  consider,  in  somewhat  more  detail,  those  detector 
systems  mentioned  earlier  in  this  chapter  where  the  response  function  can  be  predicted  without  any 
radiometric  measurements.  Let  us  first  examine  photon  counting. 

When  a  photon  is  absorbed  by  a  photomul tipl ier,  it  has  a  certain  probability  of  generating  a  free 
electron  at  the  photocathode.  This  electron  is  accelerated  by  the  electric  fields  within  the  photo- 
multiplier  to  produce,  by  a  series  of  collisions,  a  shower  of  electrons  which  forms  a  photomultiplier 
output  pulse.  In  DC  operation  the  radiometer  output  signal  is  a  function  of  the  time-averaged  current 
in  these  photomultiplier  output  pulses.   In  photon  counting,  the  individual  current  pulses  are  simply 
counted  as  separate  events,  and  the  radiometer  output  is  the  total  count  of  such  events  during  the 
radiometer  measurement  time  At.  Unfortunately,  if  two  photoelectrons  are  generated  nearly  simulta- 
neously, their  individual  current  pulses  may  not  be  resolvable  by  the  amplifying  and  counting  circuitry 
and  the  second  pulse  may  be  ignored.  The  minimum  time  between  photoelectrons  which  is  required  for 
proper  counting  of  all  pulses  is  called  the  dead  time  of  the  instrument.  Thus,  in  photon  counting,  the 
primary  source  of  (unintentional)  non-linearity  is  the  loss  of  photoelectron  counts  during  dead  times. 

We  will  associate  the  quantity  Y  with  the  mean  photoelectron  generation  rate.  That  is,  Y 
would  be  the  counting  rate  of  the  radiometer  if  the  dead  time  were  zero.  Each  photoelectron  pulse  will 
be  counted  provided  it  does  not  occur  during  the  dead  time  following  the  previous  pulse.  So  the  actual 
counting  rate  which  will  be  observed  is  given  by 

S1  =  Y-p(td,Y)  (11.49) 

where  p(t  ,,Y)  is  the  probability  of  no  photoelectrons  being  generated  within  the  dead  time  t  ,.  We 

ithematical  operations  are  performed  on  the  signal  by  the  radiometer 
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p(td,Y)  =  exp(-td-Y)  .  (11.50c) 

For  a  thermal  light  source  (if  the  photomultiplier  were  in  the  interior  of  a  blackbody)  the  photons 
obey  the  Bose-Einstein  distribution  and 

p(td,Y)  =  (l-td-Y)_1  .  (11.50t) 
Thus  we  have  the  two  extreme  cases: 

S'  =  Y-exp(-td-Y)   (coherent)  (11.51c) 

and  S'  =  Y/(l-td-Y)  (thermal).  (11.51t) 
These  equations  can  be  expanded  and  solved  for  Y: 

Y  =  S1  +  td-S'2  +  (3/2).td2-S'3  +  .  .  .  =  f(S')                       (11.52c) 

and  Y  =  S'  +  td-S'2  +  td2-S'3  +  .  .  .  =  f(S')  .  (11.52t) 

Thus,  the  response  function  f(S')  is  non-linear  and,  up  to  terms  quadratic  in  S',  is  identical  for 
both  models.  For  low  signal  levels  where  the  first  two  terms  will  be  sufficiently  accurate,  then,  an 
electronic  measurement  of  the  dead  time  t,  will  suffice  to  determine  the  response  function,  including 
a  good  estimate  of  the  contribution  of  the  third  term.  We  have  assumed  no  dark  current  in  our  deriva- 
tion. Although  photon  counting  significantly  reduces  the  dark  count,  it  is  unlikely  to  eliminate  it 
completely.  A  dark  contribution  will  simply  be  a  constant  offset  to  Y,  which  will  result  in  the 
addition  of  a  constant  term  in  f(S')  in  eqs.  (11.52). 

SILICON  PH0T0DI0DES.   Detectors  for  radiometers  are  generally  classified  either  as  photon  detectors 
or  thermal  detectors.  By  this  we  mean  that  the  detector  output  results  either  from  changes  in  the 
number  (or  mobility)  of  charge  carriers  produced  by  the  incident  photons  or  from  temperature  changes 
caused  by  the  incident  radiation.  With  proper  design  and  under  suitable  conditions  either  kind  of 
detector  can  serve  as  an  absolute  detector  whose  responsivity  can  be  determined  independently  of  any 
source  of  known  radiometric  output.  Thus  such  absolute  detectors  furnish  another  approach  to  linearity 
characterizations.  We  will  first  consider  the  recently  developed,  absolute,  silicon  photodiode  detector. 

When  photons  fall  on  a  photon  detector,  some  will  be  reflected,  some  absorbed,  and  some  possibly 
transmitted  through  the  detector  without  any  interaction.  Of  those  that  are  absorbed,  some  will  give 
rise  to  the  charge  carriers  which  can  ultimately  be  measured  by  the  external  electronics.  Probably  a 
number  of  materials  possess  a  potential  range  of  operating  conditions  within  which  each  absorbed  photon 
will  almost  always  produce  exactly  one  free  electron  or  electron-hole  pair  which,  in  turn,  can  be 
collected  by  the  external  electrical  circuitry  before  being  lost  through  recapture  or  recombination. 
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Under  these  conditions  such  a  detector  possesses  a  linear  responsivity  which  is  essentially  the  absorp- 
tance  of  the  detector.  The  difficulty  is  to  find  the  range  of  wavelengths,  flux  levels,  and  electronic 
conditions  under  which  such  ideal  behavior  is  exhibited,  then  to  measure  the  absorptance  so  that  the 
total  incident  flux  can  be  related  to  the  generation  of  charge  carriers,  and  finally  to  measure  elec- 
tronically the  fraction  of  generated  charge  carriers  which  is  actually  collected  in  normal  operation. 

At  the  present  time  the  only  photon  detectors  which  are  sufficiently  well  understood  to  permit 
this  kind  of  characterization  are  silicon  photodiodes  operated  as  current  sources  with  the  external 
load  being  a  virtual  short  circuit.  The  evaluation  of  the  responsivity  by  means  of  reflectance  measure- 
ments and  simple  electrical  measurements  has  been  described  in  a  series  of  papers  by  Geist,  Zalewski, 
and  Schaefer  [11.29-11.33].  For  our  purposes,  however,  thinking  of  a  silicon  diode  as  a  component  of  a 
radiometer  whose  overall  responsivity  is  needed,  the  responsivity  of  the  detector  alone  is  largely 
irrelevant.   It  is  sufficient  to  know  that,  in  the  wavelength  range  from  400  [nm]  to  800  [nm]  and 
for  flux  densities  of  10  [mW«cm  ]  or  less,  the  responsivity  of  such  absolute  silicon  diodes  appears 
to  be  linear  to  within  present-day  measurement  accuracy  (0.01%)  and  to  vary  from  about  0.2  [A«W~  ] 
at  400  [nm]  to  0.6  [A«W~  ]  at  800  [nm].   If  the  radiometer  is  used  within  these  bounds  and  if  the 
amplifier  and  readout  electronics  are  linear  (which  can  be  checked  electronically),  then  the  radiometer 
is  linear.  As  indicated  earlier  in  this  chapter,  the  radiometrist  of  little  faith  may  still  wish  to 
perform  some  limited  linearity  tests.  For  this  purpose,  probably  either  the  pulsed  LED  technique 
mentioned  above  or  the  verification  of  Bouguer's  law  (that  the  transmittance  of  a  series  of  filters  is 
the  product  of  their  individual  transmittances)  using  neutral  density  filters  would  suffice.  Although 
neither  test  is  wholly  satisfactory  by  itself,  either  one  taken  in  conjunction  with  the  reputation  for 
linearity  of  these  detectors  [11.7]  should  convince  any  but  the  most  dedicated  skeptic. 

ELECTRICALLY  CALIBRATED  DETECTORS.   The  other  class  of  absolute  detector  is  the  black  absorber  whose 
temperature  is  monitored  while  it  is  subjected  alternately  to  heating  by  the  radiant  beam  to  be  measured 
and  to  electrical  heating.  A  direct  measure  of  the  radiant  power  is  the  electrical  power  required  to 
produce  the  same  thermal  behavior  as  the  incident  radiant  beam  produces.  Such  detectors  range  from 
small,  portable,  pyroelectric  radiometers1  [11.34,11.35],  which  are  commercially  available,  to  research 
installations  containing  black  cavity  detectors  operated  in  high  vacuum  at  liquid  helium  temperatures 
[11.36,11.37].  Among  the  major  uncertainties  in  the  use  of  electrically  calibrated  detectors  are  non- 
blackness  and  the  fact  that  the  radiant  heating  occurs  in  a  slightly  different  physical  location  in  the 
device  than  the  electrical  heating.  However,  careful  design  and  thorough  instrument  characterization 
permit  the  corrections  for  such  imperfections  to  be  determined  with  sufficient  accuracy  to  yield  abso- 
lute radiometric  measurements  over  broad  spectral  and  flux  level  ranges  with  overall  uncertainties  of 
0.1%.  Theoretical  and  practical  considerations  in  the  design  of  electrically  calibrated  detectors  and 
techniques  for  measuring  these  corrections  are  given  in  references  [11.38]  and  [11.39].  These  detector 
corrections,  based  upon  an  analysis  of  the  optical,  electrical,  and  thermal  properties  of  the  detector, 
constitute  a  complete  determination  of  the  responsivity  of  the  detector.  To  the  extent  that  some  of 
the  characterization  procedures  require  the  measurement  of  radiant  fluxes,  one  could  object  that  elec- 
trically calibrated  detectors  do  not  represent  an  ab  initio   means  of  establishing  a  detector  response 


lln   the  case  of  pyroelectric  detectors  it  is  the  rate  of  temperature  change  which  is  sensed  instead  of 
temperature  itself. 
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function  because  a  quantitative  detector  must  already  be  available.  While,  strictly  speaking,  this  is 
true,  the  corrections  involved  are  so  small  (of  the  order  of  a  percent)  that  only  a  relatively  low 
order  of  accuracy  is  required  to  produce  a  high  accuracy  response  function.  Thus,  an  uncharacterized 
electrically  calibrated  detector  can  be  used  for  its  own  characterization  [11.38,11.39]. 

GENERAL  CONSIDERATIONS  on  LINEARITY  CHARACTERIZATION  TECHNIQUES.   Many  devices  or  installations 

designed  to  evaluate  the  response  function  of  a  radiometer  (or  simply  test  for  linearity)  span  about  a 

3 
factor  of  10   in  flux  levels.  One  of  the  reasons  for  this  is  that  this  is  roughly  the  maximum  signal- 
level  range  which  can  be  covered  with  radiometric  precision  (0.1%)  when  one  is  limited  to  contemporary 
6-digit  readout  devices.  To  cover  a  wider  flux  level  range,  it  is  usually  necessary  to  change  an 
amplifier  feed-back  resistor,  the  DVM  range  setting,  or  make  some  other  detector  system  configuration 
change  (assuming  that  such  changes  are  under  the  control  of  the  radiometrist)  that  may  modify  the 
system  response  function.  Thus  one  will  generally  be  satisfied  with  different  overlapping  response 

functions  for  different  detector-system  configurations,  each  of  which  covers  a  flux  level  range  of 

3 
about  10  .  These  individual  response  functions  may  appear  to  show  little  resemblance  to  one  another 

unless  they  are  based  upon  a  valid  physical  model  in  which  the  coefficients  have  physical  significance. 

However,  each  of  these  overlapping  response  functions  should  be  correct  for  radiometric  measurements 

within  the  useful  range  of  the  detector-system  configuration  to  which  it  applies  and,  if  the  same 

measurement  is  carried  out  under  two  different  detector-system  configurations,  the  fluxes  computed 

using  the  corresponding  two  response  functions  should  agree  satisfactorily. 

In  eqs.  (11.22)  and  (11.23)  we  showed  one  way  to  define  a  linear  signal  S  in  terms  of  the 
response  function  f(S')  and  to  write  a  measurement  equation  for  S.  The  value  of  S,  computed 
according  to  eq.  (11.22)  from  the  radiometer  output  signal  S',  is,  strictly  speaking,  only  correct 
for  the  range  of  values  of  L,  and  for  the  distribution  of  L,  with  respect  to  position,  direction, 
polarization,  wavelength,  and  time  which  was  used  in  evaluating  the  coefficients  ffi,  f -,  ,  etc.  Con- 
ceivably, a  totally  different  field  might  lead  to  a  different  set  of  coefficients  f. .  If  there  is 
reason  to  suspect  that  this  may  happen,  then  a  linearity  characterization  technique  should  be  chosen 
which  provides  a  calibration-field  distribution  in  the  pertinent  dimension  (or  dimensions)  which  matches 
the  anticipated  distribution  of  the  unknown  fields  to  be  measured.  This  may  rule  out,  for  example, 
pulsed  techniques  if  steady  sources  are  to  be  measured,  or  spectrally  continuous  sources  if  lasers  are 
to  be  measured.   In  addition  to  this  consideration,  there  are  some  obvious  limitations  of  some  of  the 
techniques,  some  of  which  have  already  been  touched  upon,  such  as  the  unreliability  of  Beer's  law  and 
the  difficulties  of  using  variable  temperature  blackbodies  in  the  visible.  Beyond  these  considerations, 
there  is  little  reason  for  preferring  one  technique  over  another;  all  are  capable  of  covering  a  useful 
range  of  flux  levels  with  good  accuracy. 

Probably  the  most  popular  technique  is  beam  addition  in  which  apertures  are  used  to  control  the 
beam  flux  levels.  A  range  of  flux  levels  of  three  decades  or  so  can  readily  be  spanned  and  the  accuracy 
attainable  with  a  well-designed  system  is  unsurpassed.  As  suggested  earlier,  a  major  requirement  for 
the  applicability  of  this  technique  is  that  the  radiometer  response  be  insensitive  to  beam  direction. 
Second  place  in  popularity  probably  belongs  to  the  inverse-square  technique.  This  technique  is  fre- 
quently mentioned  in  passing  in  the  literature  but  never  described  in  any  detail,  perhaps  because  the 
applications,  precautions,  and  equipment  requirements  seem  so  self-evident.  Reference  [11.16]  provides 
a  discussion  of  some  of  these  aspects  in  the  context  of  an  inverse-fourth  apparatus.  For  a  different 
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review  of  linearity  calibration  techniques  including  a  review  of  techniques  for  improving  linearity  see 
reference  [11 .40]. 

SUMMARY  of  CHAPTER  11 .   In  this  chapter  we  have  considered  only  the  simplest  possible  kind  of  non- 
linearity  in  which  the  radiometer  signal  output  behaves  as  though  it  has  suffered  a  simple  non-linear 
amplification.  Thus  our  treatment  cannot  handle  fatigue  effects  or  situations  where  the  radiometric 
measurements  require  comparing  different  relative  spatial  or  temporal  distributions  of  detector  irradia- 
tion which  may,  for  example,  lead  to  accidental  local  detector  saturation  at  one  point  or  at  one  moment 
of  some  measurements.  However,  this  treatment  will  generally  be  valid  in  the  absence  of  fatigue  if  the 
non-linearity  is  produced  in  the  electronics  during  amplification  of  the  collected  electrical  signal  or 
if  the  relative  spatial  and  temporal  distributions  of  irradiation  on  the  detector  surface  are  the  same 
for  all  measurements. 

For  radiometer  non-linearity  of  this  type  it  is  convenient  to  write  a  measurement  equation 

Y  =  /.../  R°-Lx-dx-...-dt-dA/At  (11.53) 

in  terms  of  a  linearized  radiometer  flux  responsivity  R°  which  is  essentially  the  true  non-linear 
responsivity  except  for  its  dependence  upon  the  level  of  incident  flux.  It  could,  for  example,  be  taken 
as 

R°(x,...A)  =  R(x,...,A,L°)  (11.54) 

where  L?  is  any  arbitrary  level  such  as  L°  =  0.  The  integral  defining  Y  is  proportional  to  the 
flux  incident  on  the  radiometer.  Y  itself  can  be  interpreted  as  the  signal  output  of  an  imaginary 
radiometer  which  differs  from  the  true  one  primarily  by  being  linear.  Although  it  is  customary  to  think 
of  the  true  output  signal  S'  as  being  produced  by  the  incident  flux  and  therefore  to  write  S'  as 
some  function  of  Y,  it  is  more  useful  for  our  purposes  to  invert  this  functional  relationship  and  set 

Y  =  J.../  R°.Lx-dx-...-dA/At  =  f(S')  (11.9) 

We  call  f(S')  the  response  function  of  the  radiometer. 

The  main  concern  of  this  chapter  is  the  examination  of  several  techniques  for  determining  the 
response  function  f(S').   In  general  a  technique  involves  assuming  some  functional  form  for  f(S') 
which  depends  upon  a  small  number  of  unknown  parameters.  For  example,  for  a  radiometer  believed  to  be 
nearly  linear,  an  appropriate  form  would  be 

f(s')  =  fo  +  f^s1  +  f2-s'2  +  .  .  .  +  fn-s,n.  (11.10) 

Then  suitable  measurements  are  made  of  the  radiometer  output  signal  S'  under  conditions  in  which  the 
various  fluxes  incident  on  the  radiometer  are  related  to  each  other  or  to  other  non-radiometric  measure- 
ments. Since  Y,  or  f(S'),  is  proportional  to  the  incident  flux,  this  permits  writing  a  set  of 
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simultaneous  equations  in  the  unknown  response-function  parameters  f. .  Usually  an  excess  of  measure- 
ments is  desirable  in  order  to  allow  least-squares  fitting  and  an  estimation  of  the  adequacy  of  the 
selected  functional  form  for  f(S').  Once  the  parameters  f-  are  known,  the  linearized  radiometer 
output  Y  can  be  calculated  from  eqs.  (11.9)  and  (11.10)  for  any  measurement  S',  and  this  reduces  the 
non-linear  radiometer  problem  essentially  to  that  of  a  linear  radiometer  obeying  the  measurement  equa- 
tion, eq.  (11 .53). 

One  of  the  most  common  techniques  uses  the  superposition  or  addition  of  two  or  more  beams  incident 
on  the  radiometer.  Each  beam  is  measured  alone  by  the  radiometer,  with  the  other  beam  extinguished,  and 
then  the  combined  superposition  is  measured.   If  the  response  function  is  assumed  to  be  of  the  form  of 
eq.  (11.10),  then  such  measurements  lead  to  simple  linear  simultaneous  equations  in  the  unknown  coeffi- 
cients f..  The  beam  superposition  is  usually  achieved  using  beam  splitters,  or  two  or  more  beam 
apertures  which  can  be  opened  or  closed  independently.  For  routine  use,  beam  adders  based  upon  either 
of  these  approaches  can  be  readily  automated. 

In  principle  one  can  obtain  similar  information  with  fixed,  but  unknown,  attenuators,  such  as 
neutral  density  filters,  by  using  the  radiometer  to  measure  the  apparent  transmittances  of  the  atten- 
uators singly,  in  pairs,  etc.  Unfortunately,  as  a  stand-alone  technique,  when  applied  to  nearly  linear 
radiometers,  the  method  yields  non-linear  simultaneous  equations  and  ambiguous  results.  It  is  best 
employed  in  combination  with  some  other  technique  such  as  beam  addition,  mentioned  above,  or  the  inverse- 
square  law  technique,  as  an  easy  experimental  means  of  extending  the  range  of  a  response-function  cali- 
bration or  of  introducing  additional  intermediate  points. 

Among  techniques  for  determining  the  response  function  which  depend  upon  a  non-radiometric  scale 
measurement,  probably  the  most  commonly  used  is  the  inverse-square  technique.  Here  the  radiometer  is 
used  to  measure  the  apparent  irradiance  from  a  steady  source  as  a  function  of  the  distance  from  the 
source  to  the  radiometer.  Again  one  assumes  a  functional  form  for  the  response  function  such  as  eq. 
(11.10)  and  attempts  to  fit  the  measurements  to 

f(S')  =  C/£2  (11.55) 

where  l     is  the  source-to-radiometer  distance.  For  good  accuracy,  corrections  must  be  included  [eq. 
(11.36)]  for  the  sizes  and  shapes  of  the  source  and  radiometer  entrance  aperture.  It  is  also  possible 
to  include  additional  parameters  such  as  an  unknown  zero  offset  for  the  source-to-radiometer  distance 
under  certain  circumstances  and  to  evaluate  these  parameters  from  the  radiometric  measurements  along 
with  the  unknown  parameters  of  the  selected  response  function. 

Another  common  technique  used  extensively  for  calibrations  in  the  infrared  is  to  measure  the  radiom- 
eter output  signal  as  the  temperature  of  a  blackbody  source  is  varied.  Using  the  Planck  equation  [eq. 
(11.39)]  one  can  calculate  the  spectral  radiance  or,  if  the  geometry  is  known,  the  spectral  irradiance 
at  the  radiometer  from  measurements  of  the  thermodynamic  temperature  of  the  blackbody.  At  temperatures 
below  about  the  gold  point  (1337  [K])  the  relationship  between  the  thermodynamic  temperature  and  the 
response  of  thermocouples  or  platinum  resistance  thermometers  is  well  enough  known  to  permit  accurate 
radiometric  calibration.  Unfortunately,  in  the  visible  at  these  low  temperatures,  blackbody  radiation 
is  too  feeble  and  too  strongly  wavelength  dependent  for  this  technique  to  be  practical. 
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Other  techniques  which  involve  non-radiometric  measurements  are  to  vary  the  incident  flux  predict- 
ably by  the  use  of  calculable  filters  (calculating  surface  reflectance  from  the  index  of  refraction,  and 
absorption  using  Beer's  law,  etc.),  polarizers  at  various  orientations,  limiting  apertures  of  known 
size,  or  rapidly  spinning  sector  disks  with  known  angular  openings.  The  application  of  most  of  these 
ideas  and  the  associated  precautions  are  obvious.  Spinning  sector  disks,  however,  present  a  not-so- 
obvious  difficulty:  since  a  sector  disk  at  any  instant  is  usually  either  admitting  the  full  flux  or 
none  at  all,  it  really  is  not  providing  the  kind  of  intermediate  level,  steady  flux  at  the  detector 
which  is  implied  by  the  signal  output.  Consequently  caution  must  be  exercised  in  applying  calibrations 
based  upon  pulsed  techniques  to  steady-state-measurement  situations  and  vice  versa. 

Finally,  we  come  to  linearity  calibrations  which  are  really  not  calibrations  at  all  in  any  radio- 
metric sense  since  this  aspect  of  the  calibration  is  more-or-less  avoided  by  a  detailed  analysis  of  the 
physics  of  the  detection  process.  First  there  is  photon  counting  in  which,  ideally,  absorbed  photons 
are  individually  counted  one-by-one.  All  of  the  non-ideal  effects  except  the  quantum  efficiency  of  the 
detector  can  be  obtained  by  electronic  measurements.  Second,  there  are  electrically  calibrated  absolute 
detectors  in  which  the  thermal  effect  of  the  absorption  of  radiation  is  imitated  by  electrical  heating 
of  the  same  detector.  The  'output'  of  the  radiometer  is  the  electrical  power  required  to  match  the 
radiant  heating  effects.  Again  most  of  the  corrections  for  the  small  difference  in  heat-loss  mechanisms 
and  the  like  between  radiant  and  electrical  heating  can  be  predicted  from  the  results  of  separate  meas- 
urements of  the  mechanical,  electrical,  and  thermal  characteristics  of  the  device.  And  last,  there  are 
silicon  photodiodes  which  exhibit  100%  internal  quantum  efficiencies  over  a  wide  range  of  operating 
conditions.  The  determination  of  the  admissible  range  of  operating  conditions  --  wavelengths,  electrical 
bias,  etc.,  --  requires  separate  electronic  and  optical  measurement  procedures. 
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